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Foreword 


h edition of our Accessory 





N presenting this, the 25 Catalog. 
we wish to call special attention to the many additions and changes 


that have been made. This catalog Supersedes all former issues 





Te shows our full line of accessories, and renders obselete all former 


illustrations, prices and description. 





We believe that our successful growth has been largely due to the 
rigid policies which we adopted at the outset—up-to-date manufactur 
ing equipment, fair selling prices, guaranteed shipments, an adequate 
Service Department, and the ever present desire to “play square.” 











Always use a separate sheet on which to write 
ELON Or derive yas ales and tte Won ane ae Aly, 
Avoid including it in the wording of your letter, This hastens the 
correct filling of your order, Use catalog numbers and write plainly, 
and when ordering by telegraph use Code words as they designate to 
us exactly what is desired, and save you expense in the message as 
well 








State clearly whether your machine is to be operated on the Direct 
or Alternating Current, If on D. C., give Voltage; if on Alternating, 
give Voltage and Cycle. Obtain this information from a_ reliable 
source; preferably from your electric power station. 

When order does not give shipping instructions we will send via 
the most direct route, Artic! 
Post to expedite delivery wherever possible: 





of light weight will be sent by Parcel 





4 ., Our responsibility 
Damage to Goods in Transit 2... \! : 
receipted for by the express freight cartier, agent or Post Ol 
we cannot be held rr 





s when goods are 





e, and 





sponsible for breakage during transit, and if claim 





has to be filed for damaged goods, notify as immediately that proper 
claim may be entered, 

Return of goods by parcel post should always be insured so the 
shipper is protected in case parcels are lost 

As soon as it is found that goods are received in a damaged condi 
tion the carrier’s agent should at once be notified and have the dam- 








aged goods inspected. 


Neglect in complying with this rule places the responsibility entirely 
with the consignee in cage claim is refused. 
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Renee 





G Any defects in our apparatus that may develop 
FUAVANTEE — Within six (6) months from date of shipment 
under normal and proper use, due to faulty material, imperfect insu- 
lation, or careless workmanship, will be repaired or replaced at our 
option and our expense, provided such apparatus is delivered prepaid 
to our factory. 

For repairs or replacements during the next twelve (12) months, 
we will charge only actual cost to cover, and after this period our 
setvice and our attention are to be called on when required, with the 
tmderstanding that charges for overhauling “ ” apparatus will 
always remain as near actual cost as possible, We do not maintain a 
repair department for profit — this department is entirely for your 
service. 

We will not assume any liability for work done by others, without 
our consent in writing, tor for defects from improper storage. 
will not assume any liability for breakage of glassware, lamps, 
Cray plates, nor for deterioration of rubber goods, X-ray films or 
ble goods. We can but use the best materials ob ainable, 

Rotary converte qneiers, and motors not manufactured by us 
do not carry our guarantee, but are backed up hy the guarantee of 
the makers. 

































____ Crediting for return of goods or 
Return of Merchandise  qeved in error or on account of 
dissatisfaction on receipt has become a serious factor of expense, and 
is a problem difficult of solution. In justice to our customers, and te 
ourselves we have adopted the following, governing such returns 

No merchandise will be returnable for credit after having been ity 
customer's possession fifteen (15) days or more, 

No merchandise will be returnable for eredit except upon writtes 
request of pureh: , and then only with our consent. 

All merchandise must be returned prepaid. 

No merchandise will be accepted unless returned in salable condi- 
tion. 

All merchandise returned, whether for repaivs or for credit, must 
be carefully packed, and all goods over a $2.00 valuation should be 
insured. 

Cabinets or Portables returned for repairs or overhauling should 
be stripped of all ies, uniless such accessories are also to be 
gone over. Loose accessories always mean danger or further damage 
to your equipment in shipping. We cannot be held responsible for 
breakage ov damages due to improper packing. 

‘And last, but very important nevertheless, never fail to place your 
name and address in and on the box or parcel when shipping to us. 
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2 All prices are figured I’. ©, B. Chicago. ‘The prices quoted 
PICS a tire eralos oh all Gi goods are as low as it is possible 
to make them and still be cousistent with the quality of the materials 
and high grade of workmanship used in their construction. 














alll orders for $1.00 or und 
money order or check. 





should be accompanied with stamps, 


Our minimum billing for goods shipped is 50c 
Our prices are subject to change without notice. 
Ketail purchasers having an established credit with us 


Terms may discount their bills in ten days, or they will be con- 
sidered net and due in thirty days. 





Our goods ure also sold on the deferred payment plan, We shall 
gtd to make quotations io reliable persons, and ask that you write 
terested 


be 
us 









We earnestly solicit new accounts, but pu 
New Accounts chasers will appreciate the necess : 
plying satisfactory references, The name of the bank cat 
account, or some Chicago firm with which you have tr 
business, is usually sufficient, 





y of sup- 
ving your 
nsacted former 








NOTICE! 


rations herewith are not binding as to details, in view of con 
Stani improvements, and the goods supplied you may differ slightly in 
appearance However, when your order is recel ‘ed, the very latest 
model will always be forwarded, Prices quoted are subject to change 
without notic 
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The Fischer Flexible Mesh 
Electrodes 


The most flexible and convenient 
ALL-METAL electrode ever de- 
signed. 

Fits any part of the body like a 
glove, regardless of shape or contour. 

Composed of a series of flat links 
of German silver, they are flexible, 
practically indestructible, easily ster 
jlized, and form an almost continual 
flat surface to be applied to the skin. 





No. Code Price 
843 3" wide Sabbot Per lineal inch, $0.21 
S44 6" wide .Safrol se 

870 8" wide Sigeme = AD 
872 12" wide . Dolla me Sl ca) 








hs from these wirdths, 
of Le will be added for 


~ (Will be ent to any ten 


to order, A cult 






Section of 
Showing f 
of Links. 








Convenient, always ready, 










No. Price 
876 In handy collapsible 10 oz. tube: $0.80 
906 16 oz. opalite ja 1,00 
907 16 oz. refill for jar, in wax 90 














‘These are strips of German Silver Mesh, 
3 inches wide and from 12 to 44 inches 
long. Very convenient and handy, and 
once used will be found indispensable. 
Bandage not included. 


No. 
900 
901 





and Clamp~3"x12" 
and Clamp—3"x16 
902 Mesh Cuff and Clamp 3°x2C 
903 Mesh Culf and Clamp: 
004 Mesh Relt and Clamp, 3x36 inches: 
905 Mesh Belt and Clamp, 3x-H inches 









Neptun 
Nereid 





Vinged 





ee 


Sponge Pad Electrode 
Lay this pad in your tray or pan of 
salt water, and your patient will not 
complain of hot spots when placing 
hand or foot down for contact 
No. Code Price 
R86 cilccunanMether $2.25 








Mesh Electrodes With Sponge Rubber Pads 


© Sponge Rubber padding m 
washed and always kept clean, T 














sort, and conto 

surface, Stocked in three size: 

No. Code Price 
891 







mean $3.40 








WA" nuNVeogae 
804 Sponge Mesh Elec- 
AYA" x5” 


Neolgy 








306 pad, only, 
: Weaner 
897 Sponge pad, only 
Adin" Weapon 73 
No. Price 
898 Sponge paid, only, 444x3" erence aes sactsonsincoee OLE, $10 
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The Universal Diathermy Clamp Electrode 








Applied and removed in an instant—may be used on practically any 
part of the body, All of the various sponge mesh electrodes described 
on page 7 are interchangeable on this device. 

No. Code Pri 
929 Universal Diathermy Clamp, with 3-in. sponges..Smacla $11.75 
930 The Universal Diathermy Clamp Electrode.......Uclamp 13.00 


Metal Connector For Mesh Electrodes 


A simple device to fit the No. 1330 Fis 
Diathermy Cords. Made of spring brass, 
heavily nickel-p ord tip carmot come 
loose when once snapped in place. The cc 
$ flat, but there are several small teeth 
protruding’ for engaging the surface of the 
electrode to prevent slipping. On the limbs 
this device should be held in place with our 
No, 854 Elastic Bandage; on the body, with 
a sandbag. 

No. Code Price 
851 Metal Connector Mescon $0.10 








































Fischer Multiple Cord Connector 


Used when two, three or even four cord connections are desirable 
from one terminal. 


The small end tip is fastened into the 
proper binding post on your machine, 
and you may s many cords from 
it as desire 





rry 








Code Price 
Seble $1.50 


865 Multiple Connector 5-Wire 
abin 1.00, 


866 Multiple Connector 3-Wire 
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Sandbags 
z 





No. 880 
Made of tough linen fabric. The end, or sand pockets are of the 
same size and capacity regardless of the length of the whole, and are 
about half filled with sand. This leaves the assembly very flexible and 
ble. 
hen the bag is placed over the patient the fat band only bears on 
the electrode—the weights hang down at the sides. The longer pads 
are made to hang over the side of the treatment table or cou 


















Code — Price 





wide by 15” long. _.. Nestor $1.00 
i Sanbag 2.00 
-Neting 2.20 





Sunnes 
Jeubag 2.50 


wide 








Elastic Bandage 


Employing Elastic Bandage is the only 
known method of binding Diathermy 
Klectrodes to the limbs, which will per- 
mit the patient to move if necessary for 
the sake of comfort without the elec- 
trode shifting. 














No. Code Price 
8. 3” width lband Yard $0.30 
6 2” width Vanire x 20. 


Liquid Bath Connector 








or carrying the Sinusoidal or Diathermy Currents to water in 
for treating the limbs, Connector lays flat in the Muid, and wire 
connection is made to binding post. 

No. Code Price 
GIS Ligtid Bath Connectotsecsesenuccunnnnenneetleant $0.70 
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New Paper-Backed Diathermy Foil 


An extremely flexible contact material consisting of a soft me 
tallic alloy impressed on paper. This may be torn with the fingers or 
cut with scissors to any size or shape desired, and is discarded after 
treatment. You have assurance of perfect contact with no_hot spots 
and a new ion. ‘The cost 
negligible. The material will fold ever any joint as it conforms to any 
irregularities of the surface. May be helil in place with elastic band- 
age as our No. 854, or crepe paper k When the latter is used 
both electrode and bandage are discarded after treatment. Clean 
flexible, adaptable and yet low in cost. Everyone who has tried 
cite ade Her ulorel 
































Code Price 
imek $0.10 








Square foot 


Sheet Block Tin 


Sheet Block Tin, made specially flexible for use 
as Diathermy Electrodes, inches wide 





This is something entirely new in sheet electrode 
material, composed of a center of very Aexible alloy with a sheet of 
pure tin on each side. Elec! otherapeutists will appreciate the fact that 
pure tin is placed in contact with the skin in preference to the lead 


ordinarily supplied. It is casily eut with scissors 

No, Code Price 
S810 O10. thick- ssns Pound, $0.05 
S841 O18 Pound, 5 
839 031 esspe Pound, 
R42 062 Nesthi Pound, 65 


















&s 


Gauge 


Composition Block Tin Roller 


A semi-hard roller of composition r 











terial, as illustrated. 4+-inch roller is 
mounied in 1 frame. Handle is of 
hardwood, 

No. Code Price 





Tinvol $0.50 
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New Fischer Connector for Sheet Electrodes 


An innovation by way of method 
for making contact to 
tallic electrodes as 
therapy. The small flat-headed 
screw is pushed through the bot- 
tom of the metal plate, the washer 
set over and the binding post 
clamped on the top. A perfectly 








a 

















smooth surface is maintained on f 
the cleetr This contact will not 4 
come loose during treatment, con BS 
tact is positive, and the entire con- 

neetion quickly made. 

No. Code Price 
[Sh ene aieeeeseaesternls SB peeanerae wu Blocon $0.65 


Electrode Clamp 





Electrode Clamp. Heavily 
constructed, with pliable rubber 
covering, 

Code Pric 
seen inder HE 





Electrode Clips 
No. Code Price 


868 Block Tin or Mesh Hlec- 
trode Clamp .. 
852 The “Pahnstock” 


Netile $0.30 


Faconn 10 No. 
Rlectrode Clamp 





fl The Fischer No-Slip 
¢ | Contact Holder 
j Positively binds the Wiseher 
Diathermy Cord and the No. 
868 Clip together. Connection 


Eee 





cannot pull apart. 
No. Code Price 
869 .Wimper $0.10 
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Disc Diathermy Electrodes 


For the application of the Diathermy High Frequeney Current, Discs are 
made of st inch sheet brass, heavily nickel plated. Discs Nos. 606, 609, 625, 62, 
627 and 628 are interchangeable on the same set Of rubber handles. No handles 
are necessary with Nos, 610 and 611, 

Small Size Dises 
No, Code Price 
625 3%” diameter --Velow $045 ey 
626 14" diamecer Pelvet 
627 34” diameter A 
628 1 "diameter 


endow “70 g 8 
630 Complete set of four above &38 


discs and. hanle. 2,50 


























No. Code Price 
606 2" diameter Jew $085 
609 3” diameter Graft 1.43 
G10 4” diameter ... 1.90 
Gl 5" diameter 2.20 
“ 606K Rubber Handle. 83 








New Fischer Diathermy Cords 


Diathermy Cords are constantly getting wet, and when covered with a mer 
Ik webbing they are usually: siained and discolored after but a few 











ere are our much improved Diathermy Cords, covered only with pure gum 
tubber, They are very flexible, easily kept as cleat as when new, and constructed 
to give long service. 











= 











No. 1330 No, 1334 
No. Code Price 
1330 6-foot cords, with heavy rubber insulationmsneMegro Pair $275 
No. Code Price 
1333 6-foot cords, with light rubber insulation... Wilful Pair $245 
No. Code Price 





#0410," 


1931 With special tips, for the Fischer Sei q 
der mien Viciup Pair $2.75 


Y,"""G" or “GP” Diathermy Outfit 








No. Code Price 
1932 Rubher-coyered Diathermy Cord with special tip for 
Type “V" Outfit... Bere eer aiste Pair 
No Code 
1334 Rubber-covered Diathermy Cords with right angle tip 
for "G2" and “G3” Outfits wevinrnnnnnenennn Marine Pair $3.20 











ACCESSORIES 





AND SUPPLIES 








A most’ convenient method of applying the Diathermy Current by the hand, 
for local treatments. The rubber hand holds the plate in close contact with the 
palm of the hand, and allows a free movement of the fingers for massage pur- 
poses. Carefully designe dl; all edges smoothly rounded and polished, making it 
an ideal and extremely convenient appliance. 
No. Code Price 
G14 Hand Electrode Grace $1.70 


Flexible Pad Electrodes 





aN 







ae 
eee 






No, 613 No. 690 


A flexible, Felt Pad, backed with pure block tin, Can he adapted to most any 
shape. Has’ connection on hack for fastening wire From machine. 
No, Code Price 
613° Tel Pad F Round Giddy $2.35 
690 Pelt Pad Flectrode—3”x6" : wnLasher 1.25 
Pad electrodes of odd sizes and shapes, made to ord 
Write us your requirements, 


The Fischer Electrocoagulation Foot Switch 


As illustrated, this Foot Switch lays close 
fon the floor, A touch of the ioe makes aml 
Breaks the contack, & 

It is molded of Bakelite and sulieient 
fuguiation has been used to make Ht shock 
proof, It is easily moved about, yet kee 
hn upright position ort the Moor, 

“rhe cable’ is very flexible, and covered with 
pure kum suber. it aye washed and kent 
ay mele latways Cable! toenails wall hy fur 
Mishel to Gt any style apparatus; specily: ama 
chine aed, when ordering eh 










































Catalog No, 1408 








No. Code Price 
i} Tischer Electracoagutation uot Switch, with s-font calle. 12 310,60 
8 Extra rubber covered calilesncens Tiber” Per foot 15 












Adjustable Reaction Electrode 


‘Phe metal electrode running through the center or 











the Hard vubber sheattt may be extended beyond the 
end of the insulation, of withdrawn into the sheath 
With «Gum ot the bat 

No. Code Price 
UT? = eee . Seythe $5.00 
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Surgical Diathermy 
Electrodes 


The electrodes are made of a 
hard alloy, heavily gold plated, and 
the handles of hard rubber, highly 
polished 
No. 

1300 Complete set Gold 
Plated Surgical Dia- 
thermy Electrodes, 
with protected Cord 
and rubber Handles, 
as illustrated, in 
plush lined leather- 
etie-covered Cas 


Code, Macabe, Price 















No, 1300 





Code Price 
Case, only, for set Su 
trodes 8 
Pharyngeal [:lectrode Handle 
geal Electrode Hold: 
Carved Handle 
Straight [Handle 
High Tension Cable—6' lengih.. 
Single Needle Mlectrode (short) 
Single Needle Electrode Gnedium)... 
Single Needle | 
Multiple Needle ( : 
Multiple Needle Electrode (long)... 
Knife [lectrode (Cumberbateh) 
Blunt Knife Electrode (curved)... 
Blunt Knife F ( 


1 Diathermy Elec 






-Macaco $10.00 
acard 10.00 

Macaaw 5.40 
Macduf 3.90 





















Mackle 
facron 
Macula 









































Button ode (small)... Se ae 
Button Electrode (medium) - . Magian 
Button Electrode ee Maguey 
Dise Hlectrode—34” diameter Mahout 
Dise Elec 4° diameter prin aigre 
ectrode —14" diameter . coeesesenne lf QiNOT 

¢ Hlectrode—34” diameter Majuba 

” diame Malaga 

” diameter Malice 





diameter .Malign 2.60 


Surgical Diathermy should read our free 
| Diathermy.”” Ask for Form 896-1 





Physici Fans iM. 
pamphlet, “Surgi 
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New Surgical Diathermy Electrodes 












No. 920 





sted by Drs, ‘Tt, Howard 
Plank, D. Franke Knotts and 
xe Dillinger for electrocoagu 
tion operations especially ton 
sillectomies, ‘They are smail, light 
in weight and — exceptionally 
handy for this work, The opera 
tor's hands are out of the line of 
vision, entirely, when making the 
application, 
Avery flexib 
y nto the polished hard rubb 
around the hand al 
fatient with absolutely 


























rubber-covered 









lowed to lay against the face of the 


no danger of 
shocking. 











There is no exposed » with the ption of the active tip. 
Tins of different lengths are furnished, as illustrated. 
Code 
he Plank Electrode « Sally 





Phe Knotts Plectrede 

70 “The Dillinger Electrode, as ilhistrat 
with sp 

ing so 


Vaylay 10.00 
I, wit tips, canstructed 
I chuck in handle to prevent needles from tara 








Hide 10.00 





THE NORWOOD COAGULATION NEEDLE 
Nine inches 














long, made => ie = 

to fit the = sent — eae 

Plank Han- a es 
die No, 862 

No, Code Price 
863 sooneMorned $0.75 


THE BECK TURBINATE COAGULATION NEEDLE, 

For submucous turhinate reduc- 
tion by coagulation, 

Code Price 
Zimil $1.23 
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Electro-Surgical Tissue-Cutting Handle and Instruments 





aS se This set of loops, knife blades, 
needle points, reamers and 
ulating balls with the special in- 
sulated handle, has been espe- 
cially designed for electro-surgi- 
val lissue-cutting purposes. ‘The 
handle is separable for steriliza- 
tion, and fas a chucking device 
which prevents the cutting instrm 
ment from turning during ope 
tion, The set of cut 
| | | aH ting instruments i 
i : eee) as illustrated, in x 
i 9 folding case. Tnsiru 
ih} | | | I] | | | [| | | II | ments may be puy- 
A | chased individually 


suficiently complete 
‘ated below, 














for any. operative 
purpose, ‘The com- 
plete set is mounted, 





as indic 


Code Priec 


ih insulated cord 





Eleotve-Surgical Tisaue-Cutting Handle, w avje $0.00 


Instruments Are Listed in Order as Illustrated 
Code Price 
Wraith $0.85 


icWieard 85 


“Wisend 85 


36" Loon Cutting Bleetrode 
34” Loop Curting Hlestrods 
Le" Loon Cuting Electrode 












56" Loy, Curing Rleetrode Zatnl 
Cervical Reamer (side cutting, lon nicl 
Corvieal Reamer Coop) eee codify 
Cervical Reamer (ide cutting, short)... Zival 2.00 





















ri" Toop Cuiting Elestrode (heavy wite) ato 8 
Shure End Cutting: Loon A" bade eat Sag 100 
Needle Point Cutting Electrode—114”. Wombat 1,00 
Needle Point Electtoskem$4"eonnnnenenenenn Zirty 70 

243 Straight Knile Electrode—1" blade, < Zause 1.20 

THT Saber-shape Knife Eleotrode—t yy” ade ae rocmneslaleer 

2422 Saher-shape Knile Electrode—24” Wladle Zawalt 

78 Curved Kuife Flectrnde—34" blade Wolfe 

24! Coapulating Hall diameter Ziti 6 

2420 Coagulating Ball—!4" diameter Beenie 10m 

DIAL Congulating Tip a" diameter rn Ziunk 15 

No, Code Price 





A440 Complete set of 18 Lops, Knife Iales, Neeille Points, Reamers and 


Coagulating Balls, as above, in folding es 





ravol $20.00 
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THE MILLSTONE ADJUSTABLE COAGULATION 
ELECTRODE 

Has special adjust: 

tion covering the nc 

posed as occasion dem; 





le feature that the exposed insula 
point may be more or less ex 
ds, Needic may be entirely cov 








cred by the insulation or exposed up to $¢ of an inch, 
, Especially recommended for tonsil coagulation, 
aN Code Price 
744 -lfisloe $7.50 
a 





PILLAR RETRACTORS, DOUBLE END 


Made of polished h 
meen) hy Siig! pine 
connection with elec 


No. 924 tonsils, 


d rubber of 
for use in 
gulation of 









Code Price 
nd Pillar Retractor (hard rubber)aunmgleedid $250 
Retractor (one seFacun 50 


924 Dillinger Double 
922 Double lind Pill 













Hlectiode No. 80 
Hectic No, 80 








wie!” will be sent_on request) 


THE THOMETZ ene ELECTRODE 


a 





No, © Prive 
O10 Phomety Electrodes 





Get of $400 
O Retractor and. Handles. 140 
912 140 
rel 1.49 





(Mia tio; BtHlPlanke Heide sak te ed GM NE EO 


WADDINGTON BIFURCATED INTRA-NASAL HIGH 
FREQUENCY ELECTRODE 





For the unipolar application of igh Frequency Current to. the 


nose. ‘The bifurcated 
end piece is Mestble so the device inay conform to any type of nosil 


Cade Prige 
Wabiel $3.70 


EPIDIDYMIS ELECTRODE 


stecially. desiuned clamp arrangement for ad 
No. Code Price 
wit Epididymis Electrode Corept $22.00 
Us horn in Bpididynitis ie described an 
ur famphict, Ask for Form 5st 








H. G, FISi 





ER & COMPANY, Inc. 








Autocondensation Handles 





ie 
jam. Length Code Price 
9 L.Carota $1.5 





10° .Witals 2.25 
14” 14° duthan 3.00 


Cushion is made of sea 
toss covered with black 
DuPont Fabrikoid mate- 
rial with an electrode of 
zine 











The Fischer cushion 
Size over all, 22 inches wide and 62 





is fully two and one-half inches thick, 
inches long. 

No, : Code Price 
120 Auto Couch Cushion. z ee Cafea $33.00 





Autocondensation Couch Pad 


A well made pad of black Du 
Pont Fabrikoid material_meas- 
uring 22 inches wide by 62 
inches long. The insulating ma- 
terial between the patient and 
the center electrode plate is oiled sill and wool felt, ‘The entire pad is ahout 
34 inch thick and is designed for machines of medium voltage d'Arsonval out- 
pul, as for example the Fischer Type “G2” Diathermy Outtit. 












No, Code Price 
41s # _ . Cadogg $30.00 


Special G. U. Auto Pad 


An antocondensation pad. of 
precisely the same dimensions as 


catalog No, 418 but split. as 











illustrated. ‘This style of pad 
was originally designed and used 
work. 
No. Code Price 
416 Corbus Auto Pad.. x Corpad $30.00 
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Autocondensation Chair Pad 





Frame inade of five-ply v 
neered oak, On one side is 
mounted a layer of conducting | 
metal covered with a dielectric ff 
of one-eighth inch black sheet Ha 
fiber 
No. Code Price 
410 Chair Pad ....Cado $10.00 f 
413) Flexible Chair 

Pad of appro: 

mately the same 

size and shade 

No, 410, tut made 

of same material 

and in the me 

manner No. 4 

on opposite pag 





















iatic $10.00 No. 413 





Wooden Treatment Table 

A solid, well made 
treatment table of all 
wood construction, 





finished in mahogany, 
Has compartment 
under the top for 
storing the autecon- 


densation pad when 
Hot in use, 


No. Cole Price 
AZZ souneTitdat $60.00 


T 





Rowell Urethral Electrode Set 











For treatment of gonorrhea in the & 
male, Tor full information as to Dr FE} 
Rowell’s technic, ask for descriptive si 
pamphlet 


Rowell Urethral Electrode; straight 
perforated electrode of metal; nickel 
plated, for internal urethral treatments; 
Bakelite Frame with Clamps and The 
mometer (Luc not included) 











Code 
No. 1372... nV orter 





Thermometer for 
Rowell Electrode 
No Cole Price 


1373 Wadd 
or Rowell 
No. 
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The Chapman Vaginal Electrode 


Designed along scientific lines, with size and shape of polished metal 
cnd to properly engage the lips of the cervix. The shank, or handle, 
is made of hard rubber. ‘This electrode is to be used with Diathermy 
Current. Supplied both with and without the special thermometer 
which permits the accurate maintenance of an exact temperature 
within the vagina. This instrument is of extreme value in the treat- 
ment by diathermy of painful or inflammatory conditions of the 
female pelvis. 











No, 1885, Chapman Vaginal Electrode—Side View 








apman Vaginal Electrode—Top View 





No. 1886. Chapman Vaginal Electrode with Special Thermometer 






No. 190), Chapman Vaginal Electrode with 
Thermometer, Cord, and Insulated Joint 


No. Code Price 
1886 Regulation size, with thermometer, Shank Lik” dia- 
meter, cervical bowl 154” wide and 96” thick, Handle F 
of hard rubber roomier hatag — $13,00 


1885 Regulation size, without thermometer arrangemen! Chapel 6.75 

















1884 Small with thermometer, Shank 12" diameter, 
cervical bowl Lie” wide, 1%” thick. Hard rubber handle. Chasma — 13,00 
1883 Small size, without thermomeier arrangement. seeree Chait 675 


1909 Regulation size, as No, 1886, with thermometer and with 
cord and insulated joint i ai Vermin 16,00 
1907 Small size, as No. 1884, with thermometer and with 
cord and insulated joint.. esas ae Very 16,00 
Technic for the Chapman Vaginal Electrode is fulty described in our 
pamphlet, “Diathermy in Gynecology.” Ask for Pari (SP. 
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ORIES AND 





ACCE. PPLIES 











Kolischer 


Parametric Electrode me 






This electrode was devised for the treatment of in 
filtrations of the Douglas folds and other forms of 
parametritis. The active end of the electrode is 
placed behind the cervix, The metallic surface of 
the electrode being in direct contact with the 
posterior vault of the vagina forces the electric 
current through the parts to he heated, thas. pro- 
ducing softening and eventual absorption of the 
exudate 
No. Code Pri 
1892 Kolischer Parametric Electrode..Winkle $6.50 











Dr. Bierman’s Electro-Surgical 
Hemorrhoid Clamp 


Permits easy, saie, complete remoyal with 
minimum reaction, Coagulites the base of the 
hemorrhoid, which is then removed above 
coagulated base 

No. Code Price 
1292 Bierman Hemorrhoid Clamp..Winnow $35.00 


Glass Rectal and Vaginal 
Specula 


r use in connection with clee 
trical applications (Diathermy, High 
requency, Galvyanism, etc.) in the 
rectum and vagina, 

‘Lhese specula ave made in three 
standard sizes: 

No. Code 
857 22 mm, dia yabot 
$58 30 mm. d aber 
859 40 mm. diameter... Sacre 
Special sizes and shapes can he built to order 


Wire Bath Speculum 




























No. Code Price 
1276. As illustrated Cobath $1.50 
No, 1276 
Diathermy Thermometer 
om = SST 

No. Code Price 
1279 Thermometer for Internal Diathermy Electrodes (Wabrenheit 

seale) Thermo $3.00 


1288 As No, 1279, Centigrade scale cnncenennncennennend erter — 3.00 
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The Corbus Endocervicitis Electrode 


No. 1350 No, 1382 





No. 1275 
Electrode with Cong Tasulstor 














Electrode with long 
Concave D 











Electrode with Short Insulator 


No. 1274 




















For the treatment of Gonorrheal Endocervicitis with Diathermy. ‘Thermometer registers 
Gegree of heating obtained, Malromhelt. Instrument consists of four pieces, 
Code Price 
© with thermometer and hotk insulatins as illusteated, 16° dia, 

‘withont cone she 2 Corend $12.00 
Complete Corin under No 1975 hie of 4" dismnetersn-..2c 1.00 
Nickel plated Carnell Concave Dise Tor endl of Cathy eleceraes for a 

axing tips of the cervix inch diameter, lips over rode. Voiced 1.09 
Concave Dike, 11g ine diameter. i M105 
Concave Dise, 11+ ine diameter Palery 1.0 





Curved Endocervicitis Electrode 
Micle ecietly in he same miner an the stisight “eleewoles of Dr, Corbis het with 
taneved metil end, 
No Gills Prive 
1 lecture as Mustnted, wits otk Tonge aid shore insitns inling : 
Thermometer Pecans TERY, $100 
For ancy See tur free Faniel, Tieihcid @f Conoviheal Bidatareicie 09 Heat? 
ib for Ferm 887. 


Prostatic Electrodes 
—— 











RIES 





Gods Price 
3 Prostatic Electrode, with theemometer cee relth $12.00 
 Prostatie Electrode, plain : Marns "6.50 
6 Prostatic Flectrode, with thermometer Prous 12.00 


The Mansur Prostatic Electrode 


me No. Cole Price 
armen NTE Moat. saps a 


tetal swoon Wherry $2.00 








ACC. Ss AND SUPPLIES 











Copper Intra-Uterine Electrodes 


Three sizes, ‘The smallest size end is all copper, and the medium and large 
sizes have hard rubber tips. 








No. Code Price 
1844 Small Copper End on Rubber Shanks Nentul $3.56 
Medium size Copper End_with Hard Rubber Tip... Nonter 350 

ge size Copper End with Hard Rubber Tip Ne 3.50 

Se ses Elentojes af above alesis cu cmantans 10.00 





Urethral 





Code Price 
Holder with Copper Tip 16" diameter Nigrit $3.00 
Hard Rubber Holder with Copper ‘Pip ih" diameter Varir 3.00 
Hard Rubber Holder with Copper Tip 34” ¢ Niobe 3.00 
Hard Rubber Holder with set of 3 tips as above... Nipper 450 
Hard Rubber Holder, only) ween Nisan 2.2 
Copper Tip only, diamete Noddle 1.00 
1866 Copper ‘Tip only, diameter. vonmnnaNoetic 1.00 
1867 Copper Tip only, (4” diameter. Nodose 1,00 





Hard Rubber 
















92838 82 












Code 
Hard Rubber Holder with Copper Olive VT dito issues 
Hard Rubber Holder with Copper Olive Tip, 20K dia,....-Niirat 
Hard Rubber Holder with Copper Olive Tip, 23F dia itros 





Hard Rubber Holder with Copper Olive Tip, 251° dia vase 
Hard Rubber Holder with set of 4 Olives as above. Nobody 













Lard Rubber Holler, only. nee cont 
Copper Olive only, V2F diameter. conagin 
Copper Olive only, 208 diameter. Seo Nonact 
Copper Olive only, diameter Voncom 





diamete 


ne Nonego 
r Olive, for Cataphoresis, with 





Copper Olive ont 

Perforated Hard” 
Tolder 

Perforated Hard Rubb 





Noodoo 
formant 75 





Fischer Penile Electrode 


Admirably adapted for diathermy treatment of gon- 
orrhea in the male, Container is filled with saline solution, 
Contact is made by means of the metal plate bottom. 

Code Price 
jescnneePendl $4.78 
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Carbon Ball 





Code Price 
Carbon Ball Electrode... waieceisenennclfarens $2.00 


Oblong Copper Ball 











Code Price 


No, 
1822 Oblong Copper Ball Electrode........ wee ldargay $2.50 


Sigmoid 


No. Code Price 
1823 Sigmoid Flectrode—aluminum ti ww dLarine $3.00 





Prostatic 





‘ode Price 
caMarmo $2.50 





Prostatic Electrode aluminum tip 





Vaginal 








No. Code Price 
1825 Vaginal [lectrode—aluminum tip..... Marlin $3.75 





Galvanic Eye Cup 





No. Code Price 
1830 Eye Cup (for Galvanism) vuwMarly $3.00 
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SORIES AND SUPPLIES 








Interrupter Handle With Moist Pad 





No. Code Price 
1831 Interrupter Handle with Moist Padi --.-Mashe $5.50 


Cataphoric 





Electrode with Rubber protection and Carbon base. 
No Code Price 
1832 Cataphoric Electrode .. Mason $6.25 





Flexible Sigmoid 





Electrode, constructed of pure block tin tubing, with hose end for 


flushing attachment. 
No, Code Price 


1833) Flexible Sigmoid Tlectrode. ees Massa $3.00 





New Two Pole Electrodes 
For treating localized conditions in the rectum and vagina. 


Rectal 








Code Price 
Masree $8.00 











No. Code 
1853 Vaginal Electrode Masvag 
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Fischer Moist Pad Electrodes 





Formed of av 
asbestos com- 
pound which is 
thoroughly wa- 
ter soaked he- 
fore applying. 
Covered with 
heavy white 


| 





The metal elec 
trode plate is 
sewed snugly to 
the pad, and 
contact with the 
connecting cord 
is made with 
the her 
Flat Spring 
Connection, 











Wapiti $200 
iarble 17 

Varden 170 
Warily 1.60 






Electrode for \ 
ectrode fo 
ectrode fo 





Fischer Diathermy Belt Electrode 


Composed of a series of aluminum rectang 
flexible rubber belt. One or more « 





jar cups, linked together, and a 
rodes (cup) may be employed for ap 
plying diathermy to any small area, or as many: links a5 may be required to 
pass around the entire abdomen; especially uselul in connection with internal 
electrodes as the indifferent plate. 1 wenly-two cups to sel, 









No. Code Price 
I888 Rel Electrode, 22 cups and rubber belt woeeecenenDibelt $18.00 
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Internal Electrodes 


These electrodes are essentially the same those illustrated and 
described on pages 23 and 24, except that the connectors are of the 
“Morse” type to accommodate cords furnished with the Morse Wave 
Generator. 





No. Code Price 
1940 Flexible rectal electrode, for localized muscle exercise to 

high rectal as in constipation at region of descend- 

ing colon, to spleuctic Mexure, (No. 1) neu 





Unhat $6.50 








(uusele te: 


(No, 2). 


1912 Bi-polar rectal electrode, for local invigoration of relaxed 
rectal region, (No. 4). 


1941 Diagnostic elecirode, for electro diagno: 
1o determine degree of local disabil 





ug) 





Union $50 





Unles 800 











1943 Vaginal electrode, for general invigoration af pelvic or; 
(relaxed conditions.) (No. 4 


ns 





Unlok 3.75 





1944 Prostatic electrod 


i rhythmically, by muscle 
contraction. (si 


CN. 5) sernasesenstnenerenes uti 2.80 





145 Di-polar e, for loca’ 
(relaxed conditions), (No. 6). 


1946 Sigmoid electrode, for constipation due to prolapsed de- 
scending colon and sigmoid impaction, (No. 7) 





invigoration of vagina 





Upend 800 











Uphil 300 


fect on mucous 
emorrhoids, ¢ 


1917 Oblong copper ball, for local astringent 
surface as in lencorrhea, bleeding 
(No. 8) 

















Upset 250 





198 Intra-uterine clectrode, copper, w ho hard rubber tip, for 
treatment of endometritis aud control of uterine hemo: 
roid (positive pole), stenosis af eervise (negative pote 
(No, 9) se 


1919 Oblong carbon ball decucts for relief of inflammation 
and relaxed conditions of the uterus and vagina (positive 
pole), (No. 10)... 

1950 Cataphorie electrode, to introduce 
current, (No, 11 4 












s) using galvanic 
Uriah 





Fischer Adjustable Electrode Support 


For supporting clectrodes during 
al and vaginal treatments, Base 
is polished hard wood, weighted, with 
mp is 








corrugated tuber bottom. C 
made of polished hard rubber. 
Code Price 


issup $13.50 





No. 1857. 
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Carbon Hemorrhoid Electrodes 














Bor astring mt cflect, positive pole. 
This set ot clectroiles is furnished in thice sizes, where the smaller electrode 
may he more easily inserted during carly teatment, using subsequently the wo 
ones, 





Code Pri 
‘arbon electrode—small—-Morse Connector Driel 
hon clectrode—mediun—Morse, Conneetor Urpod 
hon electrode Targe Morse Connector .. a 
hon clectrode—small—Binding Post Coun 
hon clectrod Vin Binding Post Connects 
‘aathon ¢lectrade, Binding Post Connector 


Small Muscle Testing Pads 
Pads Nos. 1816, 1847 and 1848 are made with metal backing ie 
asbestos as the absorbent material, 
and covered with linen, fF 



















fe 
¢ 
< 
é 
< 
( 








Nos. 1895, 1896 and 1897 are 
made of metal with a chamois cov- 
No. 1846 ering over the ball end No, 1898 
No. Code Price 


1846. With pad 87134" 
1847 With is gx 134" 
1848) With pad Yi"s134"" 
1850 Set of 3 as above....... Fock 
1895 Localizing Electrode (Small). 

1896 Localizing rade (Medium) 


Nictat $1.25 
lo 
















1897 Localizing Vlectrode (Large) 1.00 
1898 Set of 3 Ball Flectrodes Z i 240 
(See handle No. 315 on page 30.) 

Fischer-Morse Cord-Electrode Adapter 

Necessary when employing the cords furnished 





with the Mor: 
any of the Fi 


Wave Generator in connection with 
her Internal Electrodes, 

Code Price 
.. Morada $045 
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Galvanic Needle Holder 


Made of hard rubber with nickel-plated metal clamp. 












No. Code 
1900 Galvanic Needle Holder... Myope 
1901 Galvanic Needles (12 in glass tube) A A 
No. Code 
1902 Hayes Bulb: 
Needles .. Weasel 
No. 1904 
—a No. Code Price 
Secs 1904 Rubber covered Galvanic 
bei * Cords, 2 colors — red 


Mycor $1.50 


and 





Nos. 1900 and 1901 


Ogden Galvanic 
Needle Holder 


A slender j 
with long Ne: 
needles of 
Chuele 
firm! 





pencillike holder 
ble cord and 6 
ing lenath tips. 
device holds needles 
ing operation. 

Code Price 
No. 742 sOgden $7. 













Rubber-Covered Connecting Wires 
No. 
1930 








ie, Rubber - covered 

cling Wires with 

lat terminals, For Fischer 

ow Voltage Generator 
2 


der, P 
1931 Pair Rubbe 














Connecting Wires with 
tips for” Viseher Low 
Voltage Generator No, 





No. 1930 No. 1931 





Code, Wanton, Price $3.40 
No, Code Price 
1933 Bifwreated Cord with Hat termingls for No. Warned $350 





Spongio Discs and Handles 





Universal Handle, hard rubber, with Felt covered dise, 

No. Code Price 
1 Felt Covered Th Carsid $0. 
: rd Rubher Handle He pe oammem nee CO ian 
316 Fett Pad Dise and Handle ane oe Ua aaa) 
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The Hollender-Cottle Headband and Electrodes 








‘This perfected headband is a wonderful help to the physician in giving Dia 
thermy for partial deafness, for nasal accessory sinus disease, and for nerve 
affections about the face. “It is of use also for administering diathermy to 
the eve, 

‘The outfit consists of the headband, with connections for electrodes, cords 
and electrode holders as illustrated, 

Headband and electrodes are readily adjusted to give proper pressure in any 
combination of applications, In eating the car, the indifferent electrode is 
placed on the face anterior to the opposite car, while in treating the sinuses 
the indifferent electrode is placed on the nape of the neck 




































. Price 

150 Uottender-Couste Headband with Mock ‘Tin electrodes, compiete $35.00 
Heail d with Binding Posts only... ee 
Hite Ebeyrate Sure Cb 
Oval Blectrade (2 
Curved Fleetrode slate 
‘THanule Electrode “( jh 
Ott. Cords 





Also ask jor our pamphlets, jorm No. 912 aud form 


Self-Retaining Ear Speculum "1 hoit! tiene” 





‘This simple ap 
paratus — obviates 
the necessity of 
holding the specu- 
tum in the 
canal, PF 
more, the indifier 
ent electrode is on 
the inner side of | 
the leather band, | 
part of the same 
apparatus, doing 
away with large 
pad electrodes usually employed in this work and placed about the forearm or 
other surfaces of the body. ‘The binding posts ow the outer part of the head- 
band serve for the connection of cords from the galvanic apparatus, 
The leather band is easily placed around the head with the speculum directed 
into the ear canal to be treated. A free rotary motion of the speculum holler 
facilitates the direction of the glass speculum so that no difficulty is encoun 
tered in setting it in proper position, 

References—Vor the tecknic of metallic ionization in 

Friel, A. RB. "The 1 
Healllt Review, ‘Fantasy, 

Warwick, Il, 1, ‘Zine Tosization in, the Treatment of Chronic Suppurative Otitis 
Media," Texas State” J. of M., Ociuber, 1028 

Holiender, A, R., and Cottle, M. H, “Physical Therapy in Diseases of the Eye, Ear, 
Nose and Vhvoay,” ‘The Macmillah Co 20. "pe £0.) 
No. Code Price 
1885 Seli-retaining Ear Speculum. coven AS501 $1.00 



































onic otorrhea, see the following: 
school Children," Mospital and 
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Breuer Safety Switch 


‘the terminals of this switch are made to fit the foot switel 
openings on all Fischer Tiathermy Outfits. The switch oper 
ates with a pull coed, just ike an electric light socket, 20 
that either the physician or the patient may tur the current 
on or ull ina moment. ‘This switch gives patients a fecting 








Code Price 
55 Breuer Safely Switch, complete with insu 
lated pull cord, sennnaVaricr $10.00 


The Fischer Duplex Hi-Lo 
Volt Control 


The object of this device is to enable the 
operator {to adinivister simultaneously the 
Diathermy and Low Voltage or contractual 
currents 

A great time saver for the busy office or 
clinics Any low voltage current, galvanism, 
sinusoidal or surging may be employed with 
the diathermy, culling the treatment time in 
half. 

Write for full particulars. 








Code Price 
Hilovo $50.00) 




















No. 1270 and No. 1273 


The Linn Ear Eleetrod 


The sivall control box en 





teol is an innovation for diathermy: treabnent, 
ithe nse of a very finely rexilated current volume, independent 








of digthermy machine setting, ‘The apparatis is complete, with headland, external U-shaped 
plates and cords, as illustrate 

Na. Cole Price 
1370 Linn Taurat Rtcetrode, complete, as illustewed, without coutrol Vox...Linea! $18.00 
1272 Linn Ear Electrode Control i oe —okincon 18.00 
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The Kolischer Spark Gap 
A 


othe 





ast improvement over any 
type of Spark Gap ever de- 
vised for any high frequency ma 
chine. 





This “Kolischer” Gap will fit the 
supports on any Fischer or Thomp- 
son-Plaster Styles “F” and “F-O” 
machines, as well as the Types “L,” 
“L-O” and “Military” models without alterations or other attachments 











his new Multiple Spark Gap is equipped with 16 Tungsten spark 
interrupter points, adequate copper flanging to carr ay all heat, and 
individual control for each set of tips as well as master controller for 
simultaneous adjustment. Quiet, perfect control is possible at any 
vollage or milliamperage, more constant discharge obtained al any 
setting, and the regulation is gradual—as compared to the usual jumps 
the utmost in utility and flexibility. 
No. Code Price 
1222 Kolischer Spark Kolgap $75.00 

















The Armored B-D Manometer 
(Certified) 


A strengthened and simplified instra 
ment, the Armored B-D is equipped 
with a dey which enables the user 
to make immediate repairs to the Man 
ometer tube. Tt is not neces 
turn the instrument and. sufte 
quent delay if are necessary, 
hed in three 








ry to re- 
conse 














types, pocket, desk: and wall 














No, rice, 
780 Pocket type, registering to 270 mm, $22.00 
781 Desk type, registering to 300 mm 30.00 
782 ‘all type, registering to 300 mm... 25.00 





34 





ACCESSORIE, 





AND SUPPLIES 








Fischer High Frequency Milliampere Meters— 
D’Arsonval Type 
For measuring D'Arsonval and Diathermy cur 


nis we have designed special meters of the true 
rsonyal” 












sa) 





Price 










ted from 0 to 1500 Milhamperes xo $30.00 
ted from 0 to 2500 Milliamperes. Froda — 30,00 
“alibrated from 0 to $000. Milliamperes ener 30.00 
Calibrated 0 to 1000 (Mounted) moor 25.00 
Catalogue No, is specially designed to set on a tabi ruse with 






portable machin 
Mounted in upr 
No. 


s or small cabinets not previously equipped with meter. 
ht holder, making dial always visible, ; 
Code Price 

Calibrated 0. to 1000—0 to 4000 (Double Seale), For types 

"G" and “G2" Fischer Portable Diathermy Outlits. stong $30.00 

brated Oto 1000-1) to 4000 MLA, (Double Seale. 

ischer Type “V" Cabinet TWhydah 35,00) 
462 Doutite Seale Meter for Senior “FO! Vartet 50.00 











456 Ci 








Outiits. 





Fuse for Meter Protection 


No. Code 
457 Fuse as furnished with the Mischer ‘Type “G2" Portable 
Gefuse $0.30 






Diathermy Unils: sores 





Insulating Oil for Transformers 


_ When, for any reason whatever, the insulating oil in which your transformer 
merged necds replenishing, never use ordinary dubricaling material. The 
oil must he mineral in ‘substance, and capable of withstan very 

1 Mash test, 
‘The safest procedure is to order the desived quantity from us, with the 

assurance that only that oil whieh is exacily correet will be sent_you. 

No. Code Price 

725 Tested Transformer Oil, in 1 qt, cate = Trafl $0.60 

725 ‘Tested Lraustormer Oil, in 1 gal, ca seen bento — 2.00 
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Tungsten Spark Interrupter Points 





ieel bases faced with a heavy thickness of pire tungsien form points for 
rk interrupters that are almost everlasting, and will improve the action of 
High Frequency apparatus not already so equipped, 

Carried in stocks in three sizes, as illustrated, both male and female. 


eee < e oS 


No, 91 No, 89 No. 90, 














0. Code Price 
924 Inch diameter, as usedl ou our DeKralt and Kolischer Gaps 
on the “F," and “F-0," i 
each 
90 36 inch diameter 
"G2," and the “ 











Lunpot $0.75 


Is 118e ‘a on on our 












pair ‘ 
DL ¥6 inch diame 





“Tuntyk 3.50 
Tuufpo 





as used on ot Portable Type 





Leyden Jars 





Designed for use with our Ts 
Military High Frequency gene 
quality glass, caretully coated, 


LO? and 
Made of hest 





No. Code Price 
615) Leyden Jar, complete as illustrated 
CL dt. Siz0) sorte 
616 Leyden Jar, tess Top and Carbon 
(1 qu size)... 





Hydat $4.50 





Laure! 3,7) 





Electrolytic Salt 


Specially prepared for electrolytic purpose; one package of 
¥% pound makes proper and full charge for cur No. 615 Leyden 
Jar, illustrated above 





No, Code Price 
879 44 Ib, package....... ee woven beysal $0.12 





























- fig 





nin 
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High Frequency Electrodes 


All our glass High Frequency electrodes are made hy us, of the very 
best glass obtainable; carefully annealed. All sizes and makes of hold- 
n be fitted on request, but unless otherwise specified out standard 
size is furnished on all orders. 








The “O” before any number signifies 4” stem, 


Description Code 
Plain .Bacea 
Gram 
Bagot 
Ballet 
Balm 
_Baric 
Bark 





6—Urethral 





7—Kye, Single ‘Barley 
8—Eye, Double 





Basal 

satia 
~ Binder 
Gud 
a 









9° Metal Dise Body Condenser Type 
1 Scalp) sue 

25—Cata sis 
27—Glass Fulguration 

* 30—Corn—Small Cavity 
33—Outer Throat 

34—Spinal 
















..Boldo 

Bolus 
Bismal 
. Boman 





56—Adjustable Handle 


This perfected high fre- Hollender-Cottle Insulated 
quency handle ismadeofhard Adjustable High Frequency 
rubber, with cord attached, Handle 
ready for use with any stand- 
ard 1% inch electrode, No 
bare metal, no shocks, utmost 
convenience and comfort in 
treating patient. 

No. Price 
059 Hollender-Cottle, In- 
sulated adjustable, 
High Frequency Han 
dle, complete with 
cord. Code, Mocein $16.00 

















ACCESSORIES AND SUPPLIES 











Insulated Glass 
High Frequency Electrodes 
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Insulated Glass 
High Frequency Electrodes 








No. Description Price 
12—Rectal Insulated $1.60 
1 Insulated. 1.85 

—Insulated. 1.60 
15—-Post Nasal Insulated “Beef 2.10 
16—Urethral Insulated .. Bela 160 
17—Inner Ear —Insulated Belt 1.60 





18—Tongue —Insulated .. Bengal 2.00 
21—Ozone Generator, only es wBidet 7.50 

Ozone Generator, complete... sowebtidewy 10,00 
Urethral ue Gul 1.00 
Gun 
Inpros 

























Blind 3.30 


Block 6.00 










61—Throat (Heav: Breath — 1,00 
001—Dental Pyorrhea, 1,00 
062—Dental Cocain, 1.00, 
063-—Dental Cavity, Yo" (Heavy ( 1.00 
064— Dental Outer Gum, 4” (He ss) Brim — 1.00 


Insulated Shock Proof Handle for 
High Frequency Electrodes 


Made entirely of one piece of hard rubber, with the heavy insttla 
connecting cord fastened securely to the spring brass clamp inside. 











No. Coe Price 

049—For 1%" Electrodes. Blind $3.30 

49.—For § Block 6.00 
~ No. 80 

No. Code Price 

80—Extra Long Protected Handle... ccc Blesp $10.00 
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Non-vacuum High Frequency Electrodes 





No. 2009 





No, 2013 


The Silvered “Non-vacuum" Tubes are made in the same sizes 









and designs as the regular cataloged Vacuum Electrodes described in 
the foregoing. Plain or Insulated will be furnished, as ordered. 

No. Description Code Price 
2001—Sur —Plain—2-inch face . Rabat $5.00 





Rabid 5.00 
Racer $00 
Raket 5.00 
“Rade 5,00 
Radio 5.00 


2002—Ree 
2003 Vaginal 


























































5.00 
Double . 5.00 

Condenser Type, 5.00 

nidenser ‘Type, 5.00 

a 5.00 

2012 —Reetal Sinaulated Ranch — §,00 
2013—Vaginal ~Insulated Randy 5.00 
—Nasal Insulated Range 5.00 
O15—Post Nasal —Insulated Rapid $00 
2010—-Urethral ~-Tnsulated ~Rasal $00 
2017—Inner Ear nsulated Ratan 5.00 
2018—Tongue Ravel 5.00 
2023—Urethral Raee $00 
2024—Throat Razor 500 
2025—Cataphoresis Reach 5,00 


Rebec 5.00 
‘ebus 5.00 
Hecal 5.00 


2030—Corn 
35: 











2034—Spi 

2036—Prostatic Recto 5.00 

2661—Dental Pyorrhea Kofit 

2062—Dental Cocain —Hea od eign 
Dental Cavity —Heavy Glass ooReims 

2064-—Dental Outer Gum Heavy Glass . Relax 





‘These Electrodes, with exception of Nos. 2009, 2010, and 2025 
will have our regular $4” shanks, 

Nos. 2009, 2010 and 2025 have Insulated Handles blown on the 
electrodes themselves. 

Non-Vacium Tubes may be had to fit the 14” Handles by placing 
“OQ” before catalog number when ordering, except those which have 
handles attached. 














4l 


H. G. FISCHER & COMPANY, Inc, 








Universal Handle for High Frequency Electrodes 


Insulated section made 
of hard pressed fiber, hav- 
ing nickel - plated bra: 
spring clamp on end for 
holding 1lectrodes firmly in position. Large swivel ring connector tu 
which is hooked the insulated cord, permits of perfect freedom of 
movement, Made in two sizes. 








No, Code Price 
050 for 14” Electrodes. r connBoldo $1.30 
80 For 54” Elecirodes. ap scene Bots 1.30 


Adjustable High Frequency Handle 





Nickel-plated clamp on end of long fibre insulated handle is arranged to 
ivel freely as desired to any angle. A very convenient arrangement espe= 
lly for orificial work. 

> Code Price 
50 For 54 in, Electrode wo Boman $2.00 











Nagelschmidt 








Condensation 
Electrodes 
Siugested by Dr, Beane Na 
gene Nate of very 
in pawierel form, 





No. Carle Brice 
95. Nagelsehmidt flied 
pliss electrode, with 
allsiiaped end.JVithal $9.00 
90 Nagelschmid filled 
nlass electrode, with 
fat eurface..IVither 9.00 
Nagelschmidt filled 
plas electrade, with 
angular end... 

















ACCESSORIES AND SUPPLIES 











Insulated High Frequency Cord 


This cord is made of a stranded copper conductor, 
covered with several layers of pure gum rubber, cotton 
covered. At one end is mounted our standard cord tip 
(at inch), which will fit of our machines, and on 
the other end is mounted a swivel clasp. Cord is very 
flexible, 














Code Price 








Heavy Cord, £° long Gait $2.25 
Heavy Cord, 5k Hints 2.40 
Heavy Cord, 6! long. Hloche 2.75 





Leavy Cord, 7" ton Hodge 4.00 


Extra cable, Le foot, 
Extra. Heavy Insulated Cable 
Made similar to our No, 51 but with very heavy rubber insulation, 


Yo. Code Price 
Malle $3.00 








83 Extra Heavy Protected High Frequency Cord, 5 long. 





Heavy High Frequency Cord 
No. Cole Price 
85 Heavy High Frequeney Cord, with special tip for ‘Typ 
Outfit (5-Foot) & et . 





IWailfu $3.15 





Biaural Cords 


No. Cole Price 
As illustrated Waegeur $2.00 





116 














Pulguration is the hes thod of applying the High Frequency Cur- 





sent for the removal of warts, moles and similar growths 
No. Code Price 
2) Pulguration Electrode ani three tips... ce Gadol $2.70 
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Fulguration Wire 

Steel music wire, covered with pure gum rubber, for introduction through the 

eystescope. When used in connection with one of our High Frequency machines 

excellent results may be obtained in the removal of growths in the urinary 
bladder, 

No. Code Price 

Foot 

vag $0.10 





40 Fulguration Wire cease 





Fischer Bladder Fulguration Electrode 
2) 


A special fulguration electrode for use in the bladder through a 
cystoscope. Made of a hard wire center, insulated with a very small 
oiled silk covering, Has solid silver tip, olive shaped, of 2mm, diam- 
eter and about 4mm. long. Other end is arranged to accommodate 
an ordinary cord tip. 

No. Code Price 
{1 Complete as illustrated... raglip $3.50 











Special Tonsil Fulguration Electrode 


No. 
29° Special Throat Fulguration Electrode similar to our 
No, 23 with wire tip mounted in end 





Code Price 





Gerdy $1.50 





Improved Ear Electrode 
Properly shaped, and well insulated. 

No. 
LG one 








‘ode Price 
Gabell $1.60 < 
The Mills’ Tongue Electrode 











Designed that the maximum amount of High Frequency Diathermy Current 
may be applied to the tongue, Especially valuable in indifect treating of sinus 
infections, May be used cider as unipolar or bipolar contact 
No. Code Price 
1783 f <font Zauyg $5.00 
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ACCESSORIES AND SUPPLI 
———SS_—_—_—_—_——————— 


Glass Vacuum Handle 


Se 


Por indirect treating with the High Frequency Current, 
No. Code Price 
53° Glass Handle ....... Bismal $1.75 











Indirect Treatment Handles 
No. Code Price 
5+ Similar to No. 53, es ept that it is arranged to 
fit No. 49 Shock Proof Handle, For Indirect 
Preating econ -Ranter $0.90 
054 Same as No. 54, but made to fit the 049 Handle... Bantam 95: 


ity 


An ALL GLASS Ozonizer, made in one piece, Tas two compart- 


Tenis, one for holding the purifying oils; anda vacuum chamber to 
Which is connected the wive fro any high frequency source, 








Ozone Generator 


No, 22 


No. Code Price 
22° Ozone Generator, complete as illustrated, with oils Bidwy $10.00 
 Oxzbule 50 
- Ozhoco 10 
emopi 20 
Oznose 50 
Osfunl 40 
Malmo 75 
Malta 40 


70 Rubber Bulb, only, with 6” hose... 
71 Hose Connection—foot ... 
72 Mouth Piece .. 
73 Nose Piece 
Funnel .......... .. 
1 oz. Bottle Pine Needle © 
76 1 oz. Bottle Eucalyptus Oil, 












i) 
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Cord Tip Adapters 


To enable operators to use cords with 3/32 inch tips with apparatus 
having 5/32 inch binding post or attachment openings, or vice-versa 











No. 1335 
No. Code Price 
1335 Increases size of 3/32” tip to 5/32/..... a6 $0.30 
1336 Decreases size of 5/32” tip to 3/32” Adecor 30 





Eye Magnet 


erm — 






Constructed to operate from any low voltage source, up to 10 volts. 
No. Code Price 
1568 Eye Magnet .. Acoon 





Diagnostic Illuminator and Shield 


Consisting of a long metal holder, with a green silk covered con- 
cting cord, and a specially designed opal bulb with a lens blown 








in the end. ‘This focuses an intense light to the area desired. 


aie 








No, 322 

No. 
No. Code Price 
321 Mluminator, complete with Tungsten lamp Analog $3.25 
322 Extra Tungsten bulb... <5 Acid 1.00 
324 Polished Nickel-plated Shield for No. 321............ Agile Be) 
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ACCESSORIES AND SUPPLI 











Tongue Depressor 
and Diagnostic Illuminator 














nsisting of an aluminum handle with folding enc-piece through 
which ipped ordinary wooden tongue strips, twelve wooden 
blades, green sille connecting cord, lamp socket ard opal lamp. 

The special opal lamp is supported in sp 
tongue blades, and is easily removed, 
white light, properly focused. 











ng clips above the wooden 
his lamp throws an intense 





No. Code Price 
335 Diagnostic Illuminator, with Cords and S 
Opal Lamp : ; 
330 Special Diagnostic Lamp Bulb, only 
337. ‘Tongue Depressor, only, with twelve blades 
338 Extra Wooden Tongue’ Blades, bx 
340 Complete Lamp and Tongue Depresso 
ment, including Muminator with Cor 
er, and Opal Lamp, Tongue Depressor and 12 
Wooden Tongue Blades soe gue 














New Fischer Cautery Cords 





Flexible copper stranded wire, covered with 


pure gum rubber, replacing the former cords Viz 
es (@ 


which were covered with mercerized webb @ 
NW 


No. Code Pr 
1330 6 ft. pair. Negro $2.75 





May be washed and alway 
new. 


kept clean as when 














Vote: (Whew ordering these cardy for the bischer Senior “FO" or “LO” 
Diathermy Outfits, specify No. B31, which are supplied with special tips 


No. Code Price 
306 Mercerized Covered Cautery Cords, 4 feet long....dchor $1.00 
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Cautery and Diagnostic Transformer 











nsformer is a com- 





The Wiseher Cautery 
pact, neat generator of the closed-core type, consuming very little 
energy, yet having suflicieut output to heat most any Cautery knife on 
the market, Has a diagnostic lamp circuit with a range of from 4 
to 12 volts, Can be used with perfect safety for lighting your 
est Cystoscope bulbs, or for illuminating a 12-volt lamp if nece 
Both » perfectly regulated, and durably wound, Case is 
covered with black leatherette. Contact buttons, regulating levers, 
and binding posts are of brass, heavily nickel-plated, and mounted 
on white marble: 









all 











cuits 








No. Code Price 
470 Transformer only, in carrying case, with connect- 
ing cord and attachment plug, for 110 volt, 60 





















cycle, alternating current... Aba 
471 Outfit with r No. 306 Heavy Cautery C 
No. 305A Cautery Knife, 1 No. 305C Cau 
Knife, 1 No, 301 Cautery Handle, 1 No. 
Diagnostic Tuminator, complete.ccnne——--Abaca 33.00 
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ACCESSORIES AND SUPPLIES 








Cautery Knives 


















































No. Price 
305A to 305]. seis Each, $0.60 
305K to 305N Heavy 


Codes Aemen, 
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IMPAN due, 











Cautery Knives 





The carefully shaped knives are securely mounted into the copper 
pars, ‘These knives are shaped to conform with most any requirements 
for all purposes. The copper bars are bound together by a. special 


twisting process, and enameled to withstand heating and handling in- 




























definitely. Knives are made of a special alloy, of high electrical 1e- 
sistance. (See page 48.) 
Heavy Cautery Knives and Handle 
os 
| ; 
No. 205 No, 206 
\) € 
| 
297 No, 200 No. 300 
‘ode Price 





atery Handle. Pacero $12.25 










Heavy Spiral Cautery Knife Packan 
Heavy Angular Caulery Knite Pacify 
Heavy Pointed Ca ‘ Pac 





Pacton 
addle 


Heavy Plain Loop € 
Heavy Flat Loop Cautery Knife 





Cautery Handle 








Made of a practically indestructible material. Arranged to hold the 
knives in any one of five positions, Has contact switch for conveni 
ence in operating. 





No. Code Price 
301 Cautery Handle 2. Acetyl $2.75 








ACCESSORIES 





ND SUPPLIES 








Rotary Converters 





No, 954. 





When. dir current, only, is available it is necessary to install a 
rotary converter to operate any efficient High quency machine, 
or any of the late types of small X-ray Outfits. (The larger X-ray 
machines contain their own rot converters. ) 








Our 110 volt rotaries have a special booster winding which insures 
a full 110 yolt A. C, when operated on 110 volts D, 


Our 220 volt rotaries are tapped at the proper point to give 110 
volts A. C. when operated on 270 volts D. C. ‘This eliminates the use 
of separate step-up or step-down transformers and the loss of effi- 
ciency attending their use. 














All our Rotary Converters are equipped with a special Condenser, 
for line protection, 
No. Cole Price 


954—500 Watt capacity operating on 110 volts D. 
and delivering 110 volts 60 ey, A.C. wncEnpory $85.00 
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No. Code Price 





9495000 Watt capacity—operating on 220 volt direct 
current and delivering 220 volt, 60 cycle alternat- 


ing current, including enclosed type starting box 
..Rotden $350.00 


9185000 Watt cap ing on 220 volt direct 
current and delivering 150 yolt, 60 cycle alternat 
ing current, including enclosed type starting box 











0 350.00 








958—S000 Watt capacity—operating on 220 yolts D. C. 
and delivering 110 volts 60 cy. A. C Tneluding 
enclosed type ting Box “Secede” _.Encabs 350.00 


959.500 Watt capacity—operating on 220 volts D.C. 
and delivering 110 volts 60 cy, A.C 











pogs 85.00 


977-1500 Watt capacity—operating on 110 volts D.C 
and delivering 110 volts 60 cy. including 
enclosed type Starting Bos Mutcho 175.00 





—1500 Watt capacity—or 
ind delivering 110 volts 
enclosed type Starting Box “ 





iting on 220 volts D, C., 
60 ty. A. C., including 
SCaNCE nomen yornow 175.00 





2120-2000 Watt capacity—operating on 110 volts D. C., 
and delivering 110 volts 60 cy. A, C., including 
enclosed type starting box “Scurvy! unseen Vella 220.00 















2122-2000 Watt capacity operating on 220 volts D. C. 
and delivering 110 volts 60 fen Si including _ 2 
enclosed type starting box “Seance” Yesty 210.00 
Starting Boxes for Rotary Converter 
No. Code Price 


O15 Starting Box for 110 V. Rotary 1000 to 2000\W..Seury $15.00 
OG Starting Box for 220 V. Rotary 1000 to 2000W....Seanec 15.00 
O18, 0 V. Rotary 5000W. wecede — 21.000 








arting Box for 
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ACCESSORIES AND SUPPLIES 








Infra-Red Generators 





Mounted on adjustable 
stand. Reflector, 11 inches in 
diameter, and may be raised 
to over 6 feet and lowered to 
within 2 feet from the floer. 
Weight of reflector is coun- 
terbalanced. Round base 
motnted on cast 








Fischer Infra-red Generator, with 600 watt 
clement (burner guaranteed against burn-out A) 
for one Year) ecco 

282 400 Watt Infra-red llement only 

283 600 Watt Infra-red Tlement only. 














Elveds 4.00 
wwRedell 4,00 








Indestructible Infra-Red Generators 


No. Code 





fe Mogul Size 
i 









2173 with 

polished reflector, to use 

in place of 1,000 o 1,500 

watt bulb ... Valet $25.00 
2174 Infra-red Generator, same 








illustrated and de~ 
scribed under catalog 
No, 2173, lut without re- 
Aector -Vulno 22.50 
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Fischer ‘Radiolite”’ 


‘The reflector on 
the “Radiolite” is 
made of highly 
polished aluminum 
spin to true para- 
bolic shape. The 
outside diameter is 
ten inches. 





No. Code Price 
154 Fischer “Radivlite,” 10° Reflector Light Globe, 
Connecting Cord and Plug, no sereen Hamul $12.00 





Fischer 
“Radiolite Junior” 


Made of same material 








and same style as the 
larger lamp abeve, but of 
five-inch diameter only. 

No. Gite Price 
138 5 Reflsotor with 





Lamp, Connvet 
five ord aml 
DIMig eesenscen ELC $001 





Bulbs for Therapeutic Lamps 








No, Code 
108 Sua Buh for 10" Lamp, 87% Watt. i 3 -Hegar 
107 Bovwwatt bul a : sola 
166 ul for 6” Lamp, 128 Watt. Hectic 





















Tr gsauieceien ceil “oiler 

ies tpObart shay bil tnane 809 

yest eterinen bites 10-00 
Price List of Therapeutic Carbons 

in oF toe 

Pe aban of 10 

ir fossa 

ee wea 



















AND SUPPLIES 











Hollender-Cottle Bilateral Nasal Speculum 


for Intranasal Ultra-Violet Irradiation 
without the Use of Quartz Rods 

The new “H-C” Bilateral Nasal Speculum 
offers an improved method for irradiatin: 
nasal mucosa with ultra-violet light 
sev distinct advantages, TI 
direct, “It is time saving. Jt may be used in 
conjunction with quarts rod ation, the 
atic serving best for posterior nasal work. 
g speeuliim is, easily attached to a Kro 


er Lamp. The “adjustments make it 
sible to treat any nose 


1488. _ 
Applicators and Spare Parts 























Code 
nec uleain 





| AS 


1448 


1458 





In local conditions of skin or cavity, the range of application of the 
Kromayer or Alpine Sun lamps depends upon the variety of appli- 
cators available, In the selection one should be governed by the 
extent of work in which the lamp is to be used. 
These applicators are made of the best grade of cl 
insures the greatest possible transmi 











r quartz which 
ssion of Ultva-violet ra 


[ NOTE For Quartz Ultra-violet pases | 


and Burner Repairs, see page77 
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No. 

1440 
1411 
1442 
1443 
1444 
1445 
1446 
147 
1448 
1-H9 
1450 
1451 





RLBN- 





14 
14: 
145 
1 
\4 





1457 
1458 
1459 
1460 
1461 
1462 
163 
1464 
1405 
1466 
1407 
1468 
1469 
1470, 
1474 
1475. 
1476 
1477 
1478, 
1479 
1480, 
1481 
1482, 
1483 
1484 


1486, 


Code Price 
Mirth 





Quartz Lens Applicator Rod 
Quartz Lens Applicator Squ: 
Juartz Lens Applicator Rod (Medium). 






00 










































23.00 

emorrhoid Applicator 36.00 

Holder for Quartz Rods. 2 7.50, 
Quartz Rod Straight End 234” long. 12.00 
Quartz Rod Shaped End 634” long... 24.00 
Blue Ultra-vie 5s tie 6.00 
Blue Ulira-violet Glass mane 6.00 
Blue Ultva-violet Glass 4mm... 2 athe 6.00, 
Blue Ultra-violet Glass 5mm. ee ee Ec 6.00, 
Mica Protection Wind0Wercccsssceseennseifolar 1.00 
Weaver Applicator - seMfolli 13.50 
Rubber Tubing, Moot... Moult 30. 
Quartz Window crariimierenre e Mons 6.50 
Sharpe Localizer and 3 Tubes. 2 Monad 7.00 

McManus Sinus Applicator. Tougo 7.50 


















Plank Proctoscope -.. Monke 9.75 
Plank Pharyngeal Applicator senedlfonot 19.00 
Baldwin. Laryngoscope ~ Tooch 
Blue Window, Complete 
Blue Window, Les 
Burrow’s  Prostat 











Ladabec 
Ladabeck ¢ 





eee 
Ladabec 
Mayer A 
Wagner Qua 
Wagner Ouartz 
Wagner Qua 
Wagner 

McCaskey 


29.00 
103.00 
nufin 15.00 
Muggy 24.00 
sendfulet — 30.00 
Speculum (Size C). Muley — 36.00 
atta ¢ et of phe Mumbl 90.00 
Mumps 36.00 
Mungo () 

Mural 24.00 

Usage 38.00 

Ushek — 32.00 































npson_Laryng : 
arts Urethral Applicator. 

Alpine Kromayer Applicator Adapter, to attach 
Quartz applicators to the Alpine Lamp — Fur 

hed free of charge. Usher 
Ashland sal Pyorthea Applicator.......Varire 











26,50. 
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ACCESSORIES AND SUPPLIES 








Ultra-Violet Tolerance Gauge 

















A practical device for determining individual tolerance jo ultra-violet radia- 
fn The proiective skirt, as illustrated, is part of the device 





Code Price 
mnGcspat z Usyage $25 





U,V. Tolerance Gauge. 


Condenser (Static Arrester) 

Used in connection with powerful High F 
quency apparatus for protection to. line, 
Mounted on a slate slab, in a metal box, 
No. | nde Pi 
960) Condenser for A, C. lines. Tetort $15.2 




















961 Condenser for D, C. lines as 
ised across Rotary Con- 
veriers suRecopo 10.00 





Pilot Lamp 
An indicating lamp bulb used on most of our Portable and Cabinet Apparatus 
Code Price 


aie wabarvap $040 
Lodge A 


Main Bulb, 


Kithy Bulh 





Casters 
No, Coils Price 



















plain swivel and. plain hearing 
Diack beeed tuber), eael,..Casear $l 

Seocphin weve aad plain hearing 
TGetdeanized Disck hard rubber), caek...Casf an 





1308 SESH" face. BY — i." diameter 
ype)—plsin swivel and plain hearing 
Wheel (sileanized black hard rubber), each..Cesmal 4 





1206 Caster, 9576" face, 214" stem" dinmeter 

GGteeve type) vive nd bie heating 

Nitec! (vulcanized bisek hard Tuber), cack.cTewsy 1.50 
1368 Cipher, 354" face. 114" stem— fe” diameter 

Cintction. type)=-hail bearing. switel an ball 

eaniug wheel Gott black tubber tire), each... Zuohe M68 
SAU Caster, 2°K1 face, 1447 ster" dia 

Cristion type)—ball. bearing, swivel and 
eating whet!” Couleanized bite haed. Tuber), 














each aaa 
2451 Cagters 19695" Ince. 17 # Viamotes 

(friction type) —ball bearing and 

hearing wheel (vulcanized ard 

her), each - an 
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Pneumatic Air Hammer Vibrator 


Finished in black enamel and nickel-plate. Arranged to screw on end 
of pressure handle, or if desired will be furnished complete with a 
hard rubber handle and pressure hose to attach to any source of com- 
pressed Degree of vibration controlled by air valve in handle. 





No, 1511 No. 1513 No, 1514 
No, Code Price 
1510 Air Hammer Vibrator... -Canker $14.00 





















1511 Ball Applicator for No. 1510. Canon 93 
1512 Spine Applicator for No, 1510 Canula 1.75 
1513 Curved Applicator for No. ISI Capiul 1.30 
1514 Large Body Applicator for No, 1510 _Caput 1.10 
Dr. Pope’s Dilators 
\ i os | 
7, oY oe 7 
eee 4 5 
No Code Price 


1340 No. 1 size Dilator.. se eceesseeeee PO pone 
No. 2 size Dilator oan Poptevo 

No. 3 size Dilator 

No. 4 size Dilator 

1344 No. 5 size Dilator......... 

1345. Set of five Dilators 








-Popset 
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-ESSORIES AND SUPPLIES 





Cavity Vibratodes 


ss 


No. 1560 


No. 15614, 


"No. 1562 No. 1562A 






No. Code Price 
inal Vibratoce, Xubb scams ane $0.60 
aginal Vibratode, Soft Rubhe p Kaolin 38 

1561 Rectal Vibratode, Hard Rubber Karma 
2 561A Rectal Vibratode, Soft Rubber Cay Karoo 
ible Rubber Colon Catheter. Cavri 

ating Bag for No, 1562 Catheter eany 









Pennington Rectal Cone 





The Pennington Rectal Cone adapted for use with the No. 1551 
Vibratode as furnished with Mischer cabinets having the 


motor and 
pump features. 


No. 


Code Price 
1590 Including Metal Holder. 


wPenco $8.00 











H. G. FISCHER & COMPANY, Inc. 
eee ee ee eet 





Pneumatic Rubber Vibratodes 






No. 1550 


No, 1552R 


Code 
.-Kation 
K ail 


Vibratode, Rubber Holder 
ibratode, Rubber Cap 
é Vibratode, Metal Hold 
Vibratode, Rubber Cay 
Vibratode, Metal Holdes 
Vibratode, Rubber Cap... 












Karek 





Special Ear Vibratode (Owen) 








An ingenious device for the application of vibration and variable 
sound tones simultaneously. Must be tried to be appreciated. 
No. Code 
1567 Es 
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ACCESSORIES AND SUPPLIES 








Sinus Suction Tube 


So constructed that itis impossible for the aspirated matter to enter 
the second bulb or tubing. Furnished with 4 ft. rubber tubing and a 
metal attachment to fit the Vacuum Handle supplied with our Cabinet 
Apparatus. 


No. Code Price 








1503 Jesitu $2.00 
Pressure Handle 
Hard Rubber Ilandle, fitted with control valve, for 
use with Vibrator No, 1510 if you have no T. & P. 
Cabinet. 
No. 1516 
No. Code 





1516, Pressure Handle with 6° Tubing... Cyprus $5.50 





Pressure Tubing 
_ 
ered any lengths, 





tra Pressure and Vacuum Tubing, cotton cov- 


No. Code Price 
1517 cee mic Foot, $015 





De Vilbiss-Fischer Adapter 


<(el 


Arrauged to fit the tapered end of the pressure handle furnished 
with Fischer Cabinets, and to accommodate the regular De Vilbiss 





bottles. 
No. Code Price 
1530 Metal Connector ...cccccccecct tn ceeeeeeeneeeKaryon $0.40 
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De Vilbiss Atomers 





No. 1520 


No. Code Price 
Kali $0.40 


1521 Atomer. Sprays any liquid, oil or aqueous, in any direc~ 
tiou desired Kalium 2.15 
1522 Nebulizer. Produces a vapor; for oils only. The vapor 
can be weakened by turning the little table to a hori 
zontal position, ov strengthened by turning it to a 


1520 Empty bottle only, with stopper 




















perpendicular position waeKamala 2.15 
1523 Powder Blower. Diffuses powder perfectly in any direc 

tion en = e Kalot 215 
1527 Atomer ing oils and aqueous solutions, It can 

be ly cleaned by unscrewing the heel piece and 

wiping the tube. a Killer 215 





(All above are chrome plated.) 


Eustachian Tube Opener 
No. Code Price 


1575 Metal Eustachian Tube 
Kennel $0.50 





Opener 








@ 


ACCESSORIES AND SUPPLIE: 











Suction Bottle 


Code Price 
Suction Bottle, com 
plete as illus- 
trated oe Hepar $3.40 


Extra Bottle only..fateh 1.15 
Rubber Iose, ft...Mauld 15 
Silver Catheter Maven 1.00 





Glass Syphon .....Hawse AO 













Output is under perfect control as the energy is ol 


ted from the 
Cautery ¢ 


cuit, and any degree of heat may be maintained indelinitely. 
No. Code Price 

Fischer Air Heater, with extra unit. Acoin $7.50 
Fischer Air Heater Unit... Keck 1.00 
Air Spreader Attachmen Keel 50 


















Special Cut-off 


otherwise advised, the 

will be furnished with a 

short length of rabber tubing spe- 
eal metal attachment to fit over the 
end of our Pressure Handle, as in- 
Heated on illustration, Also fur- 
wished without special “Y" Valve 
Attachment for side of cabinet, as 
@adicated on page 63 under Na. 


110. 


No. 
TSE Special Cut off _.. 






Code Price 
...Kirile $5.00 
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Pressure Valve Attachment for 
Fischer Combination Cabinets 


No. Code Price 
1110 Special “Y” Valve with De Vilbiss No. 1528 











Cut-off with 6" ho: Telus $14.65 
L1iL Pressure Valve only Igloo 8.20 
1517 Extra Pressure Hos Cyanic Foot, 15 








Mlusteation No. 1 Illustration No. 2 


Vacuum Valve Arrangement 
Phe Vacuum Handle and 6-foot tube, illustrated under No. 2 i: 
included with the regular No, 1113, as these parts are 
nished with each of our cabinets. 
he regular Pressure Handle and 6-foot hose as shown in illustra~ 
tion No. 1, above, is not included with the regular No, 1110 Valve 
order, as these paris are already furnished with each of our cabinets 
No. Code Price 
1113 Vacuum Gauge and Regulating Valve with 



















30-inch hose Ades $13.00 
1114 Vacuum Gauge only dle 3.50 
1517 Vacuum Hose. Cyanic Boot, 28 





Exhaust Filter 


For mounting between the cup holder and the vacuum 
handle proper. Stulled with absorbent cotton, it prevents 
the passage of the extracted fluid to the pump. 

Code Pri 
wefilt $17’ 





No : 
1504 Exhaust Wilter ..... 5 














AND SUPPLI 











Glass Exhaust Cups 


Made of smoothly finished, plain glass, with rim of heavier glass 
on the edges. ‘The ends are fitted to the rubber bushing in the vacuum 
handle on all Fischer cabinets containing pump features. 





No, 1507 No, 1508, No. 1501 
No. 1507R No, 1508R 
No. Price 















1500A Vacuum Cup, 1” Diameter... 
1500B Vacuum Cup, 114” Diameter..... 
1500C Vacuum Cup, 2” Diameter .. 
1501 exhaust Cup with trap... 
1505 Glass Cup. 
1507. Glass Panaris Cupsccsccseee 
1507R Soft Rubber Panatis Casing... 
1508. Glass G. U, Tub 
1508R Soft Rubber G. U. 


$0.35 
40 
AO 























sing. 


Jugal 
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The Fischer-DeVilbiss 
Sinus Suction Bottle 


No. Ie Consisting of boitle, 
nose piece, 2 silver catheters, rub- 
ber iube and connectors. Code, 
Umbra. Pi $6.51 
No. Code Price 
1791 Bote and 

Nose Pie 
1792 Small Silver 

Catheter ......Unbar 1,30 
1793 Large Silver 

Catheier 
1791 Hose and 

Connectors -Undue 1.50 








2 Unarm $2.15 





Uncle 1.60 

















Rubber Vacuum Cups 





No. 1555 


No, 1573 


Code Price 
Kale $0.45 





Flexible Rubber Vacuum Cup... 
1556. Flexible Rubber Cup (large) Kandy 1.00 
1573 Metal Attachment for connecting the rubber cups 

to the vacuum handle Kelpie 60 








Motor and Pump Grease 


No. Code Price 
TSB 2 Sa CAT es preecess docsters rend Ketch $0.20 
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ACCESSORI 





ND SUPPLIE 








No. 
1755 


2300 
2301 
23002 
2303 


2304 
2305 
2306 





1750 


2307 


2334 


230) 
1976 
2300 


1073 


2310 
2330 
2311 
2312 
2313 
2314 











Coie 
“Actinotherapy and Allied Physical Therapy” by T, Howard 
Plank, M.D, 459 pages. Mlustecn. seed agers 
i apy for General Practitioners” by Falkner, 
152 pages. _IMust ssoeee Vagge 








“Actinotherapy. with Special Reference to Ultraviolet Ra- 
diation” by D. D. Rosewarne, MRCS. 237 pages, Must. ahxe 
“A Hand-Book of Physio-Therapy" hy Alvah M. Stafford, 
MLD, 279 pages. Tilust.. eta 
“An X-ray Atlas of the Normal ‘and Abnormal Strnctures 
of the Body” by Archibald M’Kendrick, F.R.CS., and 
Charles K. Whitaker, FAR.C.S. 2nd editio 256 pages... Vaxix 
“A Practice of Physiotherapy” M. Sampson, M.D. 620 
pages. Illust. et we ebeh 
“Artificial Sunlight and lis ‘Therapentic Uses” by Franc 
Howard Humphiis, 1D. dth edition, 300 pages, Ilust...eheb 
“A Treatise on. Light by R.A. HToustoun, M.A 3th edition. 
499. pages. _ Illust 
“Clinical Application of 
by Edgar Mayer, Spee z Wagone 
“Diathermy in the Treatment of Genitourinary — Diseases 
with Especial Reference to Cancer" by Budd’ C, Corbus. 
MLD, and Vincent [. O'Conor, MAD, 2nd edition, 200 
pages, 33 Tos 
“Diathermy—Its Production and Uses in Me 
gery” by Elkin P. Cumberhateh, M.A, 2nd edition, 
pages. Tih 











Vareh 





































Veyer 





al Radiation 














orcon 








ficumb 

























“Diathermy with Special Reference to Pueumonia™ by Har 
fon Stewart, MID, 2nd odition, 238 Me Vexab 
“flectric Tonization: A Practical Introduction to Tis Use 
1 Medicine and Surgery” by A. R. Friel, M.A. M.D. 
132 pages. _ Ulust re Vudioy 





“ilements of Physic 
A.B, AM. ALD, 2nd edition, 2 LT eee ac 
“leetiothermic Methods in the ‘Treatment of Neoplastic 
Diseases" by J. Douglas Morgan, MD... 
“Vacts About Artifical Sunlight” by Edwin 1, Ash, MD. 
. Vivax 





fin WW. Worster, 











Vasher 
















a Low 
al apy" by G, Betton Massey 
erick Hl. Morse, M.D, 190 pages. [lust 
“Handbook of Medical Electricity aud Rudiolo: 
Rk. Riddell, VR. 239 pages. Tlust 4 
“High Frequency Practice’ hy Burton Baker Grover, M.D. 
Sth edition. 682 pages. | Tllust 
“Lehrbuch der Diathermic” by De. gelschmide, 3 
f (German), Thist, Vigxy 
“Light and Health” by M. Luckiesh and A. J. Pacini, $02 





tiry 








hy James 









Vibix 









Vigro 














pages. Hlust, cae Voygy 
“Medical Electricity” (Tor stadeats) hy ALR. 1. Browne 
Zu edition. 243 pages, Must... uke Voyob 





“Modern X. 
Must “ ite 
“Physical Therapeutic ‘Technic 
M.D. 417 pages. Tlust, Vuvux 

“Physical Therapy in Diseases of the Lye, Ear, Nose and 


Throat” by AR, Hollender, M.D., and M. H. Cottle, LD. 





Technic” hy Ea. Co Jerman, 260 pages. 








Voroy 








IVartey 





“Physio Therapy in General Practice and for the Use of 
Masseuses" hy E. Bellis Clayton, M.B. 2nd edition, 231 
pages. lust, Vuyoo 





10,00 
10,00 
325 


4.20 
10.00 


5.00 


7.00 
3.00 


2.50 


5,00. 
250 
1,00 





5.80 


650 


5.00 


aso 
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No, Coe 
1758 “Physiotherapy ‘Theory and Clinical Application” by Harry 
Eaton Stewart, M.D. 2nd edition, 395 pages. Ilust.......Vesica 
M46 “Practical Electr cotherapeutics and Diathermy” by G. Betton 
fassey, MI cou erbal 
2381 “Practical nde to Electro and Photo Therapy—Including 
an Index ef Diseases with Descriptive Techniques” by 
Joseph E.G. Waddington, MLD, 3rd edition, 411 pages. 




















lust. s eee ov owae 
2333 “Practical Ultraviolet Light Therapy” by T. Clyde Me 
Kenzie and A, A. King, 108 pages. Mlnst...-cnmnnnnnonryd 





2317 “Radiography of the Chest" by Walker Overend, M.D. 
(Vol. IT a-Tubereilous Aifections). 106” pages. 
IMust. i dee ee enorme AU 
2318 “Roentgen Interpretation" by George W. Holmes, M.D. and 
Howard E. Rugales, MD, Jed edition, 426 pages. (Must. Mine. 
2319 “Roenigenology—lts Early Listory—Some, Basic Physical 
iples and the Protective Measures” by G. W. C. 

1357 pages. IIlust.. 
Rocnigenotherapy” by Albert Franklin Tyte 
Sunlight. Treatment—A Concise Guide for the 
Ulira-violet Irradiation in Actinotherapy.” 72_pa 
Surgical Railiology” by A. P. Bertwistte and D, 
Wil 12 pages. [lus 
71 “Surgery of Neoplastic Diseases hy Electroth 















Vijwn 
MD... duds 
i 













Jagee 





dy 
owd 





mic Meth- 





































ods" by George A. Wyeth, ALD... Ahoy 
2A “Teeth and_Jaws Rochigenologically Considered” by Her 
man A, Osgood, M.D, 99 pages text. 72 plates. 54 illustJah.ra 
1077 “The Basis of Light in Therapy" by Herman Goodman, 
M.D. 2nd edition, 212 pages. Tlust ivasted 
“Phe Principles of Electrotherapy and ‘Phe Practical Ap- 
plication” by W. J. Turrell, M.A, 2nd edition, 413 pages. 
Must pac iemeurt enedtven 
“Lhe Quartz Mercury Vapour Lamp” by 
M.D, 105 pages. | IMlust. ani 








2324 “The Ultra-Violet Rays—‘Their Action on Internal and 
vous Disoases and Use in Preventing Loss of Color 
ailing of the Hair” by Arnold Lorand, M.D, 258 











pages 
“The Vertebrae Roenta sidered” by Arial 
Wellington George, M.D. and Ralph Davis Leonard, M.D. 

256 pages. Must. Jexiy 
2326 “Ulura.Violet Radiation and. Actinotherapy? by Eleanor HL 
Russell, MD. and W. Kerr Russell, MUD.” 3rd_ edition. 

GAS pages. THlast 
2327. “Ultra-Violet, Radiation in. Dental Pathology” by lrederick 

WoL DALD, 112 pages. Must SB Sasa Jibs 
“Ultra-Violet Rays in the Treatment and Cure of Disease” 

by Percy Hall, MRCS. 3rd edition, 236 pages. IMlust...Jirib 
































1710 “US. Army X-ray Manual,” Prepared under the direction 
af the Division of Reenigenclogy and authorized by the 
Surgeon-General of the Army : aooealufect 

2329 “Neray Diagnosis” by J, Maynus Redding, P.R.G.S. 228 





es, 80. skiagraphic’ plates. é p Jighs 





$7.50 








10,00 


5.000 


10.00 


6.50 


375 


4.50, 


5.00 


7.00 
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APPARATU: 








The Fischer Combination 
Electrophysiotherapeutic Treatment 
Outfit — Style “FO” Senior 


A handsome, impressive picce of office equip 
ment, compact, simple in operation yet the most 
powerful machine of its type available, and capable 
of the Guest kind of results. 





N Code. Price 





1220 Apparatus as illustrated, with nec 
connecting cords, Kolischer 
Gap, Meter and Leyden Jars. 


for pancphlet Form No. 












The Fischer Type “LO” Senior 

High Frequency Diathermy Apparatus 
Designed especially for those physicians who are 
F concerned with the specific application of mec 
and surgical diathermy (electro-coagulation), D’Ar- 
sonyal auto-condensation and monopolar high fr 
quency currents, but who have no desire for motor 
and pump features, 




















Code Pri 





1234 Appavatus as described, with teces 
ty connect cord,  Nolischer 
Spark Gap, Meter aud Leyden Jas. Niven! 


sk for pamplict Porm No, 30D. 





$575.00 





The Fischer Senior Model “V” 
Diathermy Apparatus 
Embodies in one convenient cabinet every 
modality, at any voltage or millianiperage 
required in high frequency therapy. _ The 
“SENIOR” of the entire Fischer line of dia- 
thermy equipment. 








No. Code Price 
EERIE eee ee Yacht $585.00 





The Fischer Model 


” Senior Apparatus, 
with tissue-cutting curr 


No. Code Price 
2116 ee 2 wVecut $685.00 
Isk for descriptive pampliet Form 1002C. 
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The Fischer Model “G-3” 
Diathermy Cabinet 





“An Instrument of Pre: 
Beautifully Mounted”’ 


Efficient and Economical 
Code Price 
Fischer Model “G-3" Diathermy 
Unit, with connecting cord and 
plug, but no accessories....d jar f 








5.00 
Ask for pamphlet Form 102A 





The Fischer Portable Diathermy and 
Electrocoagulation Apparatus 
Type “GP2” 
| ‘This unit is buile into a blacke 


vying losed lid, maki 
a portable’ us, While thi 















| oltice machine, it is more adapted 
i No. Code Pr 
1393 With connecting cord, but no ac 
cessuries itll $285,00 


Ist Jor deseriplive pampliel Porn No, 8076 


The Fischer Portable Diathermy 
and Electrocoagulation 
Apparatus, Type “G2” 

No physician's office, no hospital or sanitarium 
is complete without some good physical therapy 
cquipment— particularly a diathermy apparatus 
of the portable or semi portable type. 





ided v 





juisite if modern methods 
of medicine and surgery are to be employed 
Apparatus and Cart sold separately, 
No. Code Price 
1300 With connecting cord, but 

Ha ACCOSSOLIES wenncaeeneelitric $305.00 

C Terbo. 40.00 

¢ folder Form No. SOC 








APPARATL 











A Moderately Priced, Portable, High 
Frequency Diathermy Outft, 
Model “A” 


‘This equipment has been designed especially 
for use by physicians, hospitals and sanitariums 
where a convenient, elicient, portable machine of 
low price is required. 

The Fischer Model “A” Diathermy Unit, in 
mahogany case with glass top, as illustrated, on 
mobile Hospital Cart No, 1258, with connecting 
cord and plug, but no accessories, for operation 
on 110 volt, Gb cycle alternating current 
No. Code Price 
2042 venePorce $265.00 





















‘The Fischer Model “AP” Portable Diatheimy Unit, 
in black cai case, with connecting cord and p 
Lut no accessories, wound for operation on 110 volt, 
60 cycle alternating current. 

No. Code 
2045 Poree 














The Fischer Galvanic Current Generator 
No. Code Price 
1200. ‘Complete: with 
accessories....Galvant $125.00 

extreme importance of the 
galvanic current in the practice of 
modern medicine is. r ized by 
the majority of physicians of to- 
day, in gynecology, urology 
for depilatory work, — ioni 
rectal lesions, electrolysis, stri 
tures, ete,, ete 

Ask for descriptive pamphlet 

Form No, 890B, 

The Fischer Electro-Surgical Tissue-Cutting 
Apparatus With Coagulation Current 




















Outhy iy mounted in a hlick leatherette sovered carrying 
csc. Weight only 49 pounds 
The very latest technic advocated hy those sueeons whe 





fore made a ‘study of electrical tissue ewtting stay Ie en 
Sesel with “this “apparactis With an assuranee at succes 
Cale Prive 
Fischer Electro Surgical Tissue Cutting Ap 
Paratus with eagtlstion taps, with cin 
soties conHeven $2700 
isk for descriptice pauphiet Form 1234 











a 


HG. FISCHE 











A newand tremendously improved ap- 
paratis for the production of continuous or 
surging alternating or direct current, 
rents available are: straight galvanism, surg- 
ing galvanism, a direet current dwell wav 
straight alternating at a very high 
quency of oscillation, surging alternating, and 
an alternating dwell wave. 








fe 












No. Code Price 
2572 Compicte with conueet 
cable and. stand as. ill 
trated 









stupeb $495.00 
Isk for descriptive pamphict Porn No, 1251 









No. 2140, Fischer Junior Model Portable 
Diathermy Apparatus, with connecting cord 
and plug, ready (o attach to the 110-volt, 60 
le alternating current, with no accessori 
Code Wrathy Price $125.00 


Ask for pamphlet Form No. 983A 








The Specialist’s Eye, Ear, Nose and 
Throat Combination Cabinet 





This new equipment is built in a lower cabi- 
net than formerly, as most specialists sit down 
at this work and desire all the electrical outlets, 
alomizers, spray controls, ete., as near at hand 
as possible, These features have all been 
admirably taken care of on this apparatu 
No, Code Price 
1203 ae Neuris $530.00 


Ask for descriptive pamphlet Porm No. 1007A. 











2 









APPARATUS 
————————— 





New Fischer Roentgenographic and Fluoroscopic 


Combination 





















Ail roentgenographic and fluoroscopic work can he performed 


With the finest detail, Note these special features: igh tension 





transformer with 90,000 volts potential; automatic circuit breaker; 
Satiable control from 2-ineh spark gap up to full capacity of radiator 


Hype Coolidge tube; bakelite panel; both horizontal and vertical shut- 





fers; accurate milliampere meter and volt meter; timer; foot switch; 
Heth magnetic and auto transformer types of controls; compactness 


affording the greatest economy of floor cé; 12x16 finest quality 





Huoroscopic screen; heavy lead glass protection; fine focus Coolidge 





hift and 





s shield; stereoscopic tube 





tube, covered with heavy 





lead g 





fit; the entire assembly mounted on free-rolling ball-l 


No. 
2400 





ring casters 
Code Price 


E cecteenctinennd luord — $995.00 








Ask for descriptive pamphlet Form 1207 
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Combination Unit — Alpine 
Sun and Kromayer Lamps 


No. Code Price 
T22 cw aiamiacsncna.cBbtdst $795.00 


By far the greatest effect of the sun's 
rays ig due to the ultra-violet, but a 
mie intense producer of ultia-vialet 
rave is the quartz Here the rays 

ailalle, always constant, 
an be administered in quantity to 
give the desired results 

Roth the Alpine Sun and Kromayer 
Lamps are producers. of ultra-violet 
rays, that give the maximum intensity 
for therapeutic procedure 
























d for dexeriptive pamphlet 


Prices on Hanoria Fquipment are 
0. B. Newark, N. J 























» The Alpine Sun Lamp 
e 
ij 


|| 





No. Code Price 
Tid Maguted on 
Mobile Rase..Afeiny $440.00 




















| Hontowing cur potiey, this new 
© model Alpine Suu Caunp! ig the out 
j come vations antl cavetl 
1 Sudies made of the ise af the 
{ limps, i the hands ‘of the 
i his mpparacis 1s 20 
H that it idereases the 
fi ey of sich work, m it 


©) Somvenient to. “nianipilate, 
it for. daseriptive pox 
cn Hanovia Equa 
0, Newariy, Ne 





ih 
ay 









tet. 


nb are 

















Kromayer Lamp — Portable 
(SaitContived Taio 

Code Price 

Wallet $615.00 


ot free 





ing out 
tthe 








Fsuspending barner. permit 


Scud jor descriptive pamphlet 











ACCESSORIES 


AND SUPPLIES 















Home Model Alpine Sun Lamp 


Wee new Home Model Alpine Sun Lamp 
ail the high tiechanical ‘excellence, ali the 
Se contvollaniity and simplicity of destin, 
Secterstic of Manovia equipment. Exactly 
igntifie'¢ escreised in its 

and it 18 subjected to the same 
It is of lower intensity than that 
smaller in 

aad mar be set upon a table ov deck 
Pe cers tight in‘ wergnty and ‘ts truly portable 





» Code Prise 
P64 Home Model Alpine, 
Lamp—H1i-60 AoC... Allome $120.00 
Home Model Alpine 
Lamp1 De ConDirome 129.00) 


The “Luxor” Model Alpine Sun 
Lamp 


The definite resulis gc moplished. 
through the ase of quartz light therapy 
by the medical profession in treating 
disease, has made it patent that a quarts 
lamp he made for the patient's use in 


























cirrying owt the treatments as pre 
scribed by the patient's physician in his 
own ome. 





‘The Patient's Model Lr 
a very simple, compact, 





‘or Lamp is 
self-contained 














unit embracing maay ‘convenient de- 
vices and insuring Aexibility in all 
usages, that may be prescribed for it, 

hy the patient's physician, 

No, Cole Price 
1907... ceed igzedg $800.00 
Prices on Hanovia Equipment are 


O. B. Newark, NT 














The Kromayer Ultra-violet Lamp 
No. Code Price 
TS ede Micro $498.00 

This type presents a convenient and intense 
sowce of ultraviolet rays, with features. and 
ability to function, Car stirgassing. aay other 
Apparatus of similar purport 

Send for descripitve pamphter 
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Reserve Burners for Hanovia Alpine and Kromayer Lamps 


Alpine Sun Lamp Burners 





Alternating Current 





Alpine Sun Lamp Burners Imve been regarded for many years as 
the most efficient Lype of quartz lanip burners manufactured, They are of the 
entire quartz mereuty ancde type. 





Kromayer Burners 


The Kromayer Burner is of the 
entire quartz merenry anode type. 
Its longer life and lower operating 
in comparison with other burn 
have been conclusively proved. 





A service which is distinctive with 
Hanovia is the repairing and ex- 
changing of worn out or injured 





burners at a very nominal cost, 

Price List 
No, Code Price 
750 Alpine Sun Lamp Burner (either 90-120 or 200-240 volt, 60 






cycle alternating current)... ‘ 4 $200.00 
752 Kromayer Burner (either 90430 Gr 260-210" Voll, 60 6 
alternating current) in case, complete Wi 
756 Alpine Sun Lamp Burner for direct current (90-120 oF 20)- 
240 yolts) ...... = Winery 128.00 
758 Keomayer Burner tor direct current (90-120 or 200-210 volts) 
in case, complete AVitily 175.00 
(Por other than 60 cycle, add 





1.00 











0.00 tw prices.) 





Hanovia Alpine and Kromayer Burner Repairs 


‘These burners may be repaired or exchanged at the following pri 





A.C, Alsine Burner Repair... Sanne e800 
1, E. Alpine Burner Repair 60.00 
A.C. Kromayer Burner Repair eu 11.00 
D.C Rromayer Burner Repair oo 9000 


(hese prices apply in all eases where all parts of the old hurner are returned.) 


Prices on Ianovia Kquipment are F, O. B, Newark, N. J. 


CARBON ARC LAMPS 
We have a complete line of Carbon Ave Lamps, for ultra-violet, visible and 
infra-red radiation, 
Details will be sent you on request. 








%6 















The Fischer Twin Carbon Arc 
q Lamp Model “O” 


I whieh: delivers as much Ulva-violet, Visible 
and Tufra-red radiation as any carbon are 
lamp now on the market operating on a light 
ing circuit—and yet at a price of only $59.50-— 
ith installments if you wish! Will operate 
equally well on alternating or direct current 
A stew therapeutic ta 
producing a siectestin. of it, 
fraisedy visible aud “ulti 
inlet rays 
making’ tn desi 
gaency anil econ. 
iaing Cones as iif 
Turdished i desired 





































wae 
umn, 
commu 
violet "Carbons, 2” pay 
oF Eye Co; 
a 









2201 Sew of i 
‘Cones cnn 
holder wi 





inteh open 
ing and the 2 augiitany 
cones reducing. to inch. 
‘wil 2 inches, respective: 
ip, C Seteon $10.00 








Informative Booklets on Diathermy 


age 












Diathermy Therapy 
BP pages oF standard technics, coy. The history, theory and practice 
Bees the various conditions in of this new branch of medical 
which Diathermy is indicated Saeco Nae 
Profusely illustrated. Price, $1.00 


The Story of Diathermy 
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Available Reprints on Various 


Physical Therapy Subjects 
(Alphabetically by Author) 


PLEASE NOPE: Our Rescarch ond Reprint Department is maintain 
Af pisticans and the advancement of Physical therahs. all veprbite ar 
thontatice publications. Original manuserifts are often included in these re 
there ig considerable evpense bivalved. Therefore, me ack veut to enclose slaps at the 
uf Se for cach reprint desired. Tus departaient coor 


toa wit not only chable us t offer more varied and better reprints, bat will be sincercly 










































seiated 
| Form Forn 
Author Son | Author So 
Abatasts of Light ‘Therepycciannue108S | Fouts, RW. Mi D.—Hove and Joint 
Root, G. Wao M. Dees Surgical Dia es ; He 
hermy UN Aceessible Neon Giewy, TU, ME DA Nisewssion of 
Mout the Head HG Gateatnism ee 2 SDN 
Brady, William, M.D, — Petsomat Giey, J. Us Me Me The ‘Treatment 
Treat Servi i aaa Of Accessible Malignanciesnn. ase 
Hrrewer, Miles J., M. Dy Sciatica. 698 | Gootman, Merman, M.D. — Carbon 
} Chapman, AVE Ba Me D.—Diathertny Are ‘Light in: Dermatnlogy ste 
in Gynecology a Soe OR | Gralwohl, RW. Hi, MD. Develop, 





ment of a Physiotheeal 
Tht Modern’ Hospital 





y Department 





Chapman, We thy Me Ds—Suegicat 
Dintheriny : Zac CUO 

Chapman, Wy The Me Dae, Treat, 
Inert pf ‘Tuberculosis by Physical 
Agent . 

Chapman, We Tey Me D—-Tuherenlos 
OL the Cerviea! Lymph Glad. 


sereyy ‘Thomas EL, ML. D.—the 








Ge 








at, Owsley, MG Dae and Cutter, Ir 
wit Thy Me D.=-Diathermy iv Gon 
Dirheal” Kyididymitis with Repo! 
even Cases : 
Hall, Perey, Me D.—Eatracts on Ultea. 
Violet Rays in the Ereatment anil 
Re Care al Disesse aes 












1aee 











suite of Diathermy in Pelvic Intec: |. | tenry, Bs Gy Me De—Light in Linection, 856 
ay NST teas, Alfred By My Day and Unger Low 
Corhus, add’. M.D. and O'Conoe, fy ML, By Use "af the. Carbon 





Dasa 
ib, “idathernny 





N 
Vinewnt Tal Light, in the Prevention and 
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